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PREFACE. 





The following pages were prepared as 
a part of the author's lectures on Oeodesy, 
giyen to succeeding classes in the Uni- 
yersity of Illinois, and are now published 
for the greater conyenience of his stu- 
dents, and with the hope that they may 
be useful to others. The author does 
not claim that there is anything new or 
original in this yolume ; he has simply 
condensed into a single book what here- 
tofore could only be found scattered 
through many. The object was to giye 
all that was necessary for a thorough 
comprehension of the piinciples inyolyed 
and an intelligent understanding of the 
method of applying them. Acknowledg- 
ments haye been made as far as the 
Bcource of information was known, but 
as the lectures were prepared during 
odds and ends of time, and modified 
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from year to year, it is possible that 
proper credit has not been given in all 
cases. The demonstrations of the for- 
mula are original, but the. resulting for- 
mula is left in that form which the best 
authorities consider most desirable ; the 
authority for the formula is always given. 
The attempt has been made to point out 
all the sources of error, and to give data 
showing the degree of accuracy attain- 
able by each method. 

The author trusts that this little vol- 
ume will be found to contain all of the 
essential principles and facts respecting 
those subjects of which it treats, and 
hopes that it may be serviceable to those 
who desire an understanding of those 
subjects. 

University of Illinois, 

Nov. 6. 1888. 



LEVELING; 

BAROMETRIC, TRIGONOMETRIC AND SPIRIT. 



§ 1. Hypsometry is that branch of geo- 
desy which treats of the measurement of 
heights, either absolute when referred to 
the sea level, or relative between any two 
points on the earth's surface. There are 
three principal and independent methods 
in use. 

The first depends upon the law of 
the decrease of pressure of the atmos- 
phere with an increase of altitude ; this 
method employs the barometer, and may 
be called barometric leveling. The sec- 
ond depends upon the measurement of 
the vertical angle and the horizontal 
distance. It employs an angle instru- 
ment, the horizontal distance usually 
being given by triangulation ; the eleva- 
tion is then determined from the known 
parts of a triangle, hence the name trigono- 
metric leveling. 'I^he third consists in 



measuring the distance of two points 
above or below a horizontal line ; this is 
ordinary leveling, in which a leveling in- 
strument gives a visual horizontal line* 
Notice that the second is the only one 
applicable when one or both stations is 
inaccessible. These three methods will 
be treated separately in succeeding chap- 
ters. 

§ 2. In a geodesic survey conducted to 
determine the size and figure of the earth, 
the vertical element is required, although 
it is not nearly as important as the hori- 
zontal. For example, the profile of the 
base must be determined so that the 
measurement may be reduced to a level 
line, and its elevation above the sea- level 
must be known, that the measurement 
may be reduced to the level of the sea ; 
in planning the triangulation, at least the 
approximate difference of level of the 
vertices of the triangles is required to de- 
termine the height to which the signals 
must be elevated that they may be visible 
from the other stations. 
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When the object of the survey is a map, 
the Tertioal element is more important ; if 
the map is to serve as a basis of a geologi- 
cal or topographical survey, the vertical 
element is equally as important as the 
horizontal element, or perhaps more so. 
If the map is to be useful in the prelim- 
inary examination for railroads, canals, 
river improvements, etc., the vertical 
element becomes the most important. 

§ 3. Of the three co-ordinates necessary 
to completely determine a point — 1, verti- 
cal distance ; 2, horizontal distance, and 3, 
direction — there is the greatest uncer- 
tainty in the results for the vertical dis- 
tance. It is only very recently that level- 
ing has been done with an accuracy that 
would compare favorably with other 
geodesic operations. This is partly due 
to the fact that early geodesic operations 
were carried on for scientific objects 
which did not involve the vertical 
element, and partly to the natural diffi- 
culties, which will be discussed presently. 



Chapter I. 

LEVELING WITH MERCURIAL BAROMETER. 

§ 4. Barometric Leveling in General. 
— The diflference in height of two places 
may be determined by finding the diflfer- 
ence of their depths below the top of the 
atmosphere. The height of the atmos- 
phere above any point is determined by 
weighing it ; this is done by trying how 
high a column of mercury or other liquid 
the colimin of air above it will balance, 
or by finding the pressure it will exert 
against an elastic box containing a 
vacuum, or by observing the temperature 
at which a liquid boils, i, e., by observing 
the temperature at which the pressure of 
the atmosphere just balances the tension 
of the vapor. This gives rise to three 
slightly diflferent methods, according to 
whether the instrument is a mercurial 
barometer, an aneroid, or a thermo-ba- 
rometer or boiling point apparatus. 

Barometric leveling is specially adapted 
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to finding the difference of level between 
points at considerable horizontal or ver- 
tical distance apart. Under these con- 
ditions it is the most speedy, but the 
least accurate of any of the methods of 
leveling. It is very valuable in making 
geographical surveys of large areas for 
determining the elevation of stations to be 
occupied by the topographer. It is also 
well suited to making a reconnoissance 
for a railroad, or for a scheme of triangula- 

tion. 

Sec. 1. The Instrument. 

§ 6. Description. — There are two kinds 
of mecurial barometers, the cistern and 
the syphon ; the former is the best and 
most reliable for hypsometrical purposes. 
The general form of the cistern barome- 
ter needs no description ; Fig. 1 shows 
the cistern and details at the lower end 
of the instrument. " The cistern made 
up of a glass cylinder F, which allows the 
surface of the mercury to be seen, and a 
top plate G, througfh the neck of which 
the barometer tube t passes, and to 
which it is fastened by a piece of kid 
leather, making a strong but flexible joint. 
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To this plate, also, is attached a small 
ivory point A, the extremity of which 
marks the commencement or zero of the 
scale above. The lower part, containing 
the mercury, in which the end of the ba- 
rometer tube t is plunged, is formed of 
two parts i J, held together by four 
screws and two divided rings I m. To 
the lower piece j is fastened the flexible 
bag N, made of kid leather, furnished in 
the middle with a socket A:, which rests 
on the end of the adjusting screw O. 
These parts, with the glass cylinder F, 
are clamped to the flange B by means of 
four large screws P and the ring R ; on 
the ring R screws the cap S, which covers 
the lower parts of the cistern, and sup- 
ports at the end of the adjusting screw 
O. G, ^, y, and k^ are of boxwood ; the 
other parts of brass or German silver. 
The screw O serves to adjust the mer- 
cury to the ivory point, and also, by rais- 
ing the bag, so as to completely fill the 
cistern and tube with mercury, to put the 
instrument in condition for transporta- 
tion."* 

* Smithsonian Mis. Col., Vol. I. 
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§ 6. billing the Barometer, — It is no 
slight matter to properly fill a barometer. 
It can best be done by the manufacturer, 
who has all the facilities; but as it is 
sometimes necessary for the observer to 
refill it, the following hints are given. 
Tubes require refilling owing to the 
breaking of the glass or to the entrance of 
a bubble of air. 

The mercury should be chemically pure 
and free from oxide; otherwise it will 
adhere to the glass and tarnish. More- 
over, if it is not pure, the height of the 
barometric column will not be correct ; 
only mercury should be used which has 
been purified by distillation. For the 
best results, the mercury should be 
boiled in the tube to expel moisture and 
air ; but this cannot always be done, and 
fair results can be obtained without boil- 
ing. The following description of the 
method of fiUipg is from Smithsonian 
Report, 1859, page 440, and is recom- 
mended by Williamson (p 140). 

" The glass tube, which should be 
clean and dry, must have its open end 



13 

ground straight and smooth, so that it 
can be closed air-tight with the finger, 
which should be covered with a piece of 
chamois or kid skin. Warm well both 
mercury and glass tube, and filter in 
through a clean paper funnel with a very 
small hole (about -^ of an inch) below, 
to within one-fourth of an inch of the top. 
Shut up the end and turn the tube hori- 
zontal, when the mercury will form a 
bubble that can be made to run from end 
to end by change of inclination, which 
will gather all the small air bubbles vis- 
ible that adhered to the inside of the 
glass tube during filling. Now let that 
bubble, which has grown somewhat 
larger, pass to the open end. Fill up 
this time with mercury entirely, and shut 
tightly. Then reverse the tube over a 
basin, when, by slightly relieving the 
pressure against the end, the weight of 
the column of mercury will force some 
out, forming a vacuum above, which 
ought not to exceed one-half an inch. 
Closing up again tightly, let this vacuum 
bubble traverse the length of the tube on 
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the several sides, when it will absorb 
those minute portions of air, now greatly 
expanded from removed atmospheric 
pressure, that were not drawn at the first 
gathering. The perfect freedom from air 
is easily recognized by the sharp concus- 
sions with which the column beats against 
the sealed end, when, with a large vacuum 
bubble, the horizontally held tube is 
slightly moved.'' 

" A barometer so prepared will prob- 
ably read lower by a few thousandths 
than if the tube had been boiled, but in 
a stationary barometer its error will prob- 
ably not soon change, ' and carrying on 
horseback will be apt to improve it rather 
than otherwise, as it is then carried with 
the cistern uppermost, and the bubbles 
will be jolted toward the open end."* If 
possible it should be compared with 
a standard barometer. 

§ 7. " To fill a tube by boiling, an 
alcohol lamp is needed, although it can 
be done over a charcoal fire. The lamp 
being filled and put in order, begin to fill 

* Williamson on the Barometer, p. 140. 
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the tube by pouring in through the funnel 
as much warm mercury as will occupy 
about five inches ; then, holding the tube 
with both hands above the mercury, 
heat it gently, and let it boil from the 
surface of the mercury downward to the 
end of the tube, and then back again, 
chaaing all of the bubbles of air upward. 
A little practice will make this easy, the 
tube being held a little indined from the 
horizontal, and constantly and rapidly 
revolyed, always in the same direction, so 
that every portion of the metal may be 
heated gradually and uniformly. After 
this has been done, let the tube cool suf- 
ficiently to admit of its being held by the 
gloved hand, and then pour in enough 
warm mercury to occupy several inches 
more of the tube, which may now be 
held with both hands, one above and the 
other helow the heated portion. After 
boiling this thoroughly free from air, re- 
peat the same operation with more mer- 
cury added, until the tube is filled to the 
end. With care and practice the mer- 
cury may be boiled entirely free from air 
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up to within an inch or less of the end of 
the tube. A tube filled in this way may 
have, in every respect, as perfect a 
vacuum as one prepared by a professional 
instrument maker."* 

§ 8 In extended barometric operations 
in the field, a supply of extra tubes is 
carried, to be used in case a tube is 
broken. These tubes should be drawn 
out so as to be a little longer than they 
are required to be when fitted into the 
barometer. The open end should be cut 
off fco such a length that it shall always 
be immersed and yet not interfere with 
the rise of the lower part of the cistern. 
When the instrument is finally put 
together, the cork in the upper end of 
the brass case should be adjusted so as 
to hold the closed end of the tube 
firmly, t 

§ 9. Cleaning the barometer. — It fre- 
quently happens that the mercury in the 
cistern becomes so dirty that the ivory 
point, or its refiection in the mercury, 
can no longer be seen ; this often occurs 

* t Wllliamsoii, p. 188. 



17 



even though the barometer be in good con- 
dition in every other respect. The in- 
strument can be taken apart and cleaned 
with safety and without changing in the 
slijgfhest degree the zero of the instru- 
ment-J Everything used in the opera- 
tion must be clean and dry. Avoid blow- 
ing upon any of the parts, as the moisture 
from the breath is injurious. 

*' Screw up the adjusting screw at the 
bottom until the mercury entirely fills 
the tube, carefully invert, place the in- 
strument firmly in an upright position, 
unscrew and take off the brass casing 
which encloses the wooden and leather 
parts of the cistern. Kemove the screws, 
and lift off the upper wooden piece to 
which the bag is attached ; the mercury 
will then be exposed. By then inclining 
the instrument a little, a portion of the 
mercury in the cistern may be poured 
out into a clean vessel at hand to receive 
it, when the end of the tube will be ex- 
posed. This is to be closed by the 
gloved hand, when the instrument can be 



t Williamson, p. 186. 
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inverted, the ciBtem emptied, and the 
tube brought again to the upright posi- 
tion. Great care must be taken not to 
permit any mercury to pass out of the 
tube. The long screws which fasten the 
glass portion of the cistern to the other 
parts can then be taken off, the various 
parts wiped with a clean cloth or hand- 
kerchief, and restored to their former 
position." 

" If the old mercury is merely dusty, or 
dimmed by the oxide, the cleaning may 
be effected by straining it through 
chamois leather, or through a funnel 
with a capillary hole at the end, of a size to 
admit of the passage of but a small thread 
of the metal. Such a funnel is con- 
veniently made of letter paper. The dust 
will adhere to the skin or paper and the 
filtered mercury will present a clean and 
bright appearance. If chemicaUy im- 
pure, it should be rejected, and fresh, \ 
clean mercury used. With such clean 
mercury the cistern should be filled as 
nearly full as possible, the wooden por- 
tions put together and securely fastened 
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-^ by the screws and clamps, the brass casing 
screwed on, and the screw at its end 
screwed up. The instrument can then 
be inverted, hung up, and readjusted. 
The tube and its contents having been 
undisturbed, the instrument should read 
the same as before."* 

With the instrument before the opera- 
tor, these instructions are easily under- 
stood. If a little mercury has been lost 
during the operation, and there is none 
at hand to replace it, no serious harm has 
been done ; but if much is lost, the open 
end of the tube may become exposed in 

> '; inverting the instrument, in which case 
air may enter. In this case, as in using 
and caring for any instrument, a little 
care and a thoughtful inspection of the 
method of construction is worth more 
than aijy written description. 

§ 10. Transporting the Barometer,— 
"In transporting a barometer, even 

\ I across a room, it should be screwed up, 
i and carried with its cistern uppermost. 

fl For traveling, it should be provided with 



♦ Williamson, p. 187. 
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a wooden and leather case. In steam- 
boats or railroads it should be hung up 
by a hook in the stateroom or car. In 
wheeled vehicles it should be carried by 
hand, supported by a strap over the 
shoulder, or held upright between the 
legs; but it should not l^ allowed to 
rest on the floor of the carriage, for a 
sudden jolt might break the tube. If 
carried on horseback it should be strapped 
over the shoulder of the rider, where it 
is not likely to be injured, unless the 
animal is subject to a sudden change of 
gait. When about to be used it should 
be taken from its case, while screwed up, 
gently inverted and hung up, when it can 
be unscrewed. While it has its cistern 
uppermost the tube is full, is one solid 
mass of metal and glass, and not easily 
injured; but when hung up, a sudden 
jolt might send a bubble of air into the 
vacuum at the upper end of the tube, 
and the instrument would be useless un- 
til repaired."* 



* Williamson, p. 184. 
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§ 11. Heading the Barometer,— "BiedA 
the attached thermometer first ; it is more 
sensitive than the barometer, and the 
heat of the body aflfects it, while the 
barometer is not affected. The ther- 
mometer should be read as closely as 
possible, for a difference of 0.1 ''F is 
equivalent to about 3 feet in altitude ; 
parallax should be carefully avoided in 
reading the thermometer. 

Then bring, by means of the adjusting 
screw at the lower end of the instrument, 
the ivory point just touching the mercury 
in the cistern. If there is a line of light 
visible between the point and mercury^ 
the instrument is set too low ; if neither 
a line of light nor a depression can be 
seen, the adjustment has been correctly 
made. When the mercury is bright, a 
shadow of the point can be seen, and if 
the shadow and the point itself foim a 
continuous unbroken line, there can be 
no line of light. It is usually best to 
lower the screw till a distinct line of light 
can be seen, and then gradually raise it 
until the light disappears. Before mak- 
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ing the final adjustment, tap the barome- 
ter a little just above the cistern, to de- 
stroy the adhesion of the metal to the 
glass. Complete the contact of the mer- 
cury and the ivory point, at the same time 
being certain that the barometer hangs 
freely, i. e., vertically. 

Next, tap the barometer gently in the 
neighborhood of the top of the mercnry 
column to destroy the adhesion of the 
mercury; this is very important, since 
raising or lowering the mercury in the 
previous operation materially affects the 
form of the upper surface. Then take 
hold lightly of the brass casing of the 
barometer, not near the attached ther- 
mometer, so as not to unnecessarily heat 
either the case or the thermometer, and 
by means of the mill-head screw near the 
middle of the tube, bring the front and 
back edge of the vernier into the 
same horizontal plane with the top of the 
mercury in the tube, just touching it and 
no more, and then remove the hand. 
Move the eye about, and if, in any posi- 
tion, a line of light can be seen between 
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the mercury and the vernier, the latter 
must be moved down a little ; if there is no 
line of light, but a large space is ob- 
scured, the yenier must be moved up a 
little. As the top of the column is more 
or less convex, when the adjustment is 
correctly made a small place is obscured 
in the center, when the light is seen on 
either side. 

Finally having adjusted the instrument 
as above, it may be read at leisure. On 
the best barometers the scale is usually 
divided to inches, tenths, and half-tenths ; 
the vernier reads to one twenty-fifth of 
half -tenths (^g^^^-^^) ^^ two-thousandths 
(0.002). 

SiEG. 2. The Theoby. 

A. COMMON OB STATICAL FOBMULA. 

§ 12. Fundamental Relations, — Suppose 
A and B, Fig. 1, to represent two stations, 
and that it is required to determine the 
vertical distance between them ; A and B 
are not necessarily in the same vertical 
line. Let C represent any point in A B, 
and D a point a small distance below C. 
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Suppose the pressure per sq. inch at D 
to be represented by P, and the differ- 
ence in pressure between C and D by (? 
P. Let a=the weight of a cubic inch of 
air under the conditions of presure, tem- 

l-A 



-C 
-D 



-B 
Fig. 2. 

perature, etc., existing between C and D ; 
X=the elevation of A above B, in feet. 
It is clear that the increase in pressure 
from C to D is equal to weight of a col- 
umn of air between C and D whose cross 
section is 1 sq. in.; or, 

adx=dF (1) 

§ 13. If a^=the weight of a cubic inch 
of dry air at the sea-level in latitude 46** 
at the freezing point when the barome- 
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ter stands at 29.92 inches, and Pj,=the 
pressure under which a^ is determined, 
then by Boyle and Marriott's law 

a : a.: :P : P,; 

p 

or a- a (2) 

If H and H^ represent the heights of 
the barometer, assuming the temperatures 
to be the same, corresponding to the 
pressures P and P^ and m=the weight of 
a cubic inch of mercury, then 

P Hm Hm 
fT^Bm]~ 29.92m ^ ^ 

and a=«_=2-^^ (4) 

The weight of a cubic inch of air for 
any other temperature t is 

a^ Hm 1 . 

^=m„ 29:92 (1 + ct) ^^ 

in which c is the coefficient of expansion 
of air. For any latitude <p, (5) becomes 

a^Hm 1 1 

^ ~ 29.92?w (1 + ct) (1 + 0.0026 cos 2(p) 

very nearly. (6) 
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§ 14. Snbstitutmg the Talne of a from 
(6) in (1), and »*rfH for rfP, we have 

which integrated between the limita H' 
and H,, the heights of the barometei at 
A and B reepeotively gives 

X=29.92— {X+c0(l + .00260oo8. 2<p) 

N log.|- (7) 

AsBuming tlie mean of the temperature 

of the air at A and B to be the mean 

temperature of the air between A and B, 

we may put 

T' + T 
t= ^ ' , T' and T, 

being the temperatnree of the air at A and 
B, Making liiia substitution and pass- 
ing to commmi logarithms, 

(1 + 0.0026.2 COB. a>) (8) 

This formula includes the prinoipal re- 

lationB involveii in determining difTerenoe 
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of height with the barometer. The final 
formula to be used in practice has been 
given differently by diflferent investiga- 
tors, according to the values chosen for 
the constants, to the individual prefer- 
ence for one form over another, and to 
the degree of refinement desired. A few 
of these special formulse will now be con- 
sidered briefly. 

§ 15. I'hs Constants. — The value of 

the term 5.74. .. . — , generally known as 

the barometric coefficient, will depend 
upon whose values of the densities of air 
and mercury are used. Bolt and Arago 

Tlfh 

found* —2=1046.7, which makes the ba- 
a 

rometer coefficient 60,096.3 ft. (18,317 
meters). Begnault's values* which are 
the most recent and probably the most 
accurate, give 60,384 feet (18,404.8 me- 
ters).^ Raymond (1803 found* the value 
of the barometric coefficient by determ- 
ining the value it should have to make the 
results by the formula agree with those 



♦ Smith, Miscel Col., Vol. I., Pt. IV., p. 9. 
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furnished by trigonometrical leveling ; the 
value obtained in this way is 60,158.6 ft. 
(18,336 meters). Even under the most 
favorable circumstances, the observations, 
eight in allf , were too few to determine 
such a coefficient with sufficient accuracy ; 
for reasons which will appear in this and 
Chapter IV., it is highly probable that 
Baymond's coefficient is the least accu- 
rate, although it has been more frequently 
used than either of the others. 

/ T'-f-T\ 
The term jlH-c ^ — ^J is known as 

the temperature term, c is the coeffi- 
cient of expansion of air, and is equal to 
0.00375 per I'c; it is usually approxi- 
mated at 0.004. If this value be sub- 
stituted, the temperature term becomes 

/l+ — xoQQ ) ^^^ centigrade de- 
grees ; if Tj and T' are given in Fahr. 
degrees, it is easily seen that the temper- 

, T,-|-T'-64 
ature term becomes 1 -| 

t U. S. C. & G. R., 1881, p. 286 
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The term (1 + 0.00260 cos. 2(p) is 
known as the latitude term. A few for- 
molse still contain an older and less ac- 
curate coefficient of cos. 2q) than the 
above.* 

§ 16. X/aplaces formula, — Laplace 
was the first to give a rational formula 
for determining heights by the barome- 
ter, and his formula has served as a basis 
for several others. It differs from equa- 
tion (8) as above in having a correction for 
the variation of gravity in the vertical. 
If the altitude of the lower station about 
the sea-level be represented by z, then 
the weight a at the sea-level as given by (6) 

must be multiplied by 7= r, to 

( xv-h2+ •*") 

make it true for any altitude. This leads 
to an equation which can be integrated 
approximately by developing the above 
factor into a series. All the approxima- 
tions leading to Laplace's form are not 
easy to discover, and the importance of 
the matter does not warrant a long 
search. Laplace's complete formula isf 

♦ U. S. C. A G. R.. 881. page 227, eq. (6). 
t Williamson, p. 164; Guyot's Col., etc. 
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/ T'+T,-64\ 
V ■*■ 900 ~) 
(1 + 0.0026 COS. 29>) 

/ X + 52252 . 



(9) 



) 



X=60168.6 
log. g? 

20886860 ' 10443430 
In which Xis in feet and the tempera- 
tures in Fahr. degrees ; X in the las 
teim is the value of the preceding part 
of the formula. 

Since the entire correction for the 
variation of gravity is always quite small, 
and since at best thB barometer can be 
read only to thousandths of an inch, 
which corresponds to about 10 ft. of al- 
titude, the latitude term and also the term 
for variation of gravity with the altitude 
may be neglected without materially af- 
fecting the accuracy of the results. Far- 
ther on it will be shown that the appear- 
ance of extreme accuracy by retaining 
these terms can be regarded only as a 
mathematical illusion, inapplicable to any 
real state of practice. 

§ 17. Babinet's JFarmuks, — The fol- 
lowing formula* by Babinet haa no term 

• Smithsonian Misoel. Col., Vol. I. Part IV. (Qnyot's 
Colleotion), page 68. 
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for the yariation of gravity. It is some- 
times claimed* that the barometric coef- 
ficient was adjusted to meet this correc- 
tion; from the nature of the case this can- 
not be true, except for some assumed mean. 
However, notice that the coefficient is 
larger than any previously given, see §l€i. 
The formula is, for X in feet, and Fah- 
renheit degrees, 

(10) 

If H' and H^ do not greatly differ it 
can readily be found that 

Making this substitution in (10) gives 
Babinet's approximate formula 

Xft.=52,400-g.^-g,jl + ^^ f 

(11) 
" The error involved in the above for- 
mula is inappreciable for elevations less 
than 3,000 feet." f 

• n>id page 9. t Ibid, p. 66. 



32 



The following* is essentially the same 
as Babinet^s approximate formula except 
the value of the barometric coefficient and 
the form of the temperature term 

(12) 
The last two terms show the degree of 
reliance to be placed upon the result. 

§ 18. Correction for Temperature of 
Barometer. — \\^ all that has preceded, it 
has been assumed that the two barometers 
were at the same temperature, which as- 
sumption will rarely or never be true. 
Therefore the heights of the barometer, 
before being inserted in the preceding 
formulae, must be reduced to the corre- 
sponding heights which they would have 
at a common temperature, or a term must 
be included in the formulae themselves to 
correct for the difference in temperature 
of the barometers. Both methods are 
employed. 

The expansion of mercury for 1°F. is 
0.000,1000, and that of brass, of which the 

*U. S. C. 6b G. R., 1876, p.p. 860-8; see also Lee*8 
Table, p. I61(8ded). 
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scales are generally made, is 0.0000,104 ; 
the diflference, the relative expansion of 
mercury is . 0000896. For the centigrade 
scale this difference is 0.00016141. Hence 
if K represents the height of the baro- 
meter at the upper station, reduced to the ^ 
temperature of the lower, and <', t^ the 
temperature of the barometers at the up- 
per and lower stations respectively, we 
have 

A'=H'[1— c?(^'— «,)], (13) 

in which d stands for one of the above 
differences, according to the kind of 
thermometer used. 

§ 19. Instead of reducing one baro- 
meter to the temperature of the other, 
both may be reduced to any other temper- 
ature assumed as a standard ; the freezing 
point of water is generally chosen. 
Equation (13) is still applicable, provided 
t^ be considered as representing the 
temperature of melting ice (32°F. or 
0°C), and V the reading of the attached 
thermometer. The formula for reduction 
must now be applied to both readings of 
the barometer. Numerous tables have 
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been computed for facilitating this redac- 
tion ; see Guyot's Collection, 3d Edition, 
Group C, pp. 61-127 ; Group D., pp. 30, 
46, 53, etc. ; Lee's Tables, 3d Ed., pp. 
162-9; Williamson on the Use of the 
Barometer, pp. 1-64 of the appendix, etc. 
§ 20. The correction for the difference 
in temperature of the barometers may 
be made by inserting a term in the gen- 
eral formrda. Thus, in (8), it is only 
necessary to multiply H' by [1— <?(*'— ^)] 
to reduce H' to the corresponding height 
at the temperature of the lower barome- 
ter. Making this correction, using Ba- 
binet's barometric coefficient (§ 17) and 
approximating d (.0000896) at .0001, we 
get Bailey^ % Formula.^ 

H r T'4-T —64 
Xft=603461og.^; I4.£±i^ 

1X0.0026 COS. 2^ 

(14) 



1— .0001 («'-«,) 



§ 21. Correction for Humidity. — In 
deducing the preceding formulsB, it was 
assumed that the atmosphere was com- 

* Ga]rot*8 CoUeotion, D, p. 09. 
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posed exolusively of dry air ; really it ia 
a miztnre of air (oxygen and nitrogen), 
carbonic acid, and watery vapor. The 
carbonic acid is very small and nearly 
constant, and hence it need not be consid- 
ered here ; but the watery vapor is both 
large and variable. If dry air and aque- 
ous vapor had even nearly the same den- 
sity under the same conditions, the pres- 
ence of the latter would not affect the 
problem ; but watery vapor is only five- 
eighths as dense as dry air, and the 
weight, a, of a unit of volume of the at- 
mosphere will depend upon the relative 
amount of vapor which it contains. Ac- 
curate hypsometry accordingly demands 
that some account shall be taken of the 
aqueous contents of the atmosphere, and 
a humidity term has been included in 
many barometric formulae. 

The introduction of a humidity term 
in the barometric formula requires that 
the hygrometric state of the air column 
shall be known. Accordingly an obser- 
vation with the hygrometer is made at 
each station. For this purpose the wet 
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bnlb hygrometer or psyobrometer is gen» 
erally preferred, because of its greater 
accuracy and convenience ; knowing the 
readings of the wet and dry bulb thermo- 
meters, the barometric pressure due to the 
aqueous vapor in the air maybe determin- 
ed from tables,* which are the results of 
experiments. The observed heights of the 
barometer may be corrected for the pres- 
sure of the aqueous vapor before substi- 
tuting them in the formula ; or the ob- 
served heights may be used uncorrected, 
and the resulting altitude be multiplied 
by a factor to correct for the humidity* 
The latter method seems to be generally 
preferred. 

" In a very general sense, in temperate 
climates near the sea level the amount 
of vapor in the atmosphere is from 0.2 
to 0.4 of an inch, or about one-hundredth 
of the whole.** 

§ 22. Bessel was the first to propose 
the introduction of a correction for the 
effect of moisture. Plantamour's for- 

* Williamson on the Barometer, Table 0, of the 
Appen. ; Guyot^s Col., Group B., pp. 46-72, pp. lOS-0. 
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mula,* which differs from the one pro- 
posed by Bessel only in the form and the 
value of the constants adopted, and 
Rhulmann's formulaf are frequently used 
and are representative of this class. Wil- 
hamson^ has translated Flantamour's 
formula into Laplace's form [9]. 

§ 23. It is doubtful whether any con- 
siderable increase of accuracy is obtained 
by including a separate correction for 
the aqueous vapor.§ The laws of the 
distdbution and transmission of moisture 
through the atmosphere are too little 
known, and its amount, especially in 
mountain regions, is too variable and de- 
pends too much upon local winds and 
local condensation, to allow a reasonable 
hope of obtaining the mean humidity of 
the layer of air between the two stations 
by means of hygrometrical observations 
taken at each of them. The difficulty 
lies in getting the mean humidity of the 
vertical column between the two stations. 
The observations for humidity are made 

* Guyot'8 Coll , D., p. 72 

t 8 U. S. 0. 8. R., 1876, p 850 

t On the Barometer, pp. lUO-6 of the appendix. 

I Guyot's Collection, D., p. 88. 
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in the stratum of air next to the surface 
of the earth, which probably contains the 
greatest amount of moisture, and which 
is therefore least representative of the 
vertical column between the two stations. 
At any rate, the gain, if there is any, is 
not sufiScient to compensate for the extra 
trouble in making the observations and 
the undesirable complication of the for- 
mula. 

The question of the desirability of ap- 
plying a correction for the hygrometric 
state of the atmosphere is so intimately 
connected with the phase discussed in 
division B of this section, which imme- 
diately follows, that nothing farther need 
be said here. 

§ 24. Conclusion. — The preceding do 
not comprise all the formulas which have 
been proposed for barometric leveling, 
but include the more common ones, and 
illustrate all the principles involved, ex- 
cept those discussed in division B. Some 
of the omitted formulsa are approximate, 
some have empirically determined pres- 
sure coefficients, etc. Owing to the limit- 
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aidons discussed in the next division, ^' it 
matters comparatively little which of the 
generally recognized barometric formulsB 
is used." 

B. DtNIMIOAL FORMULiB. 

§ 25. Defects of Statical FarmulcB, — 
All the formulffi referred to above are de- 
pendent upon the assumption that the 
air is in a state of statical equilibrium. 
If a condition of statical equilibrium were 
possible, we might suppose that the whole 
atmosphere was arranged in a system of 
horizontal layers, each of which would be 
denser than the one above it and rarer 
than than the one below, each being uni- 
form throughout in temperature and hu- 
midity. The temperature and humidity 
might vary from stratum to stratum uni- 
formly, or according to some more com- 
plicated law. 

The fundamental assumption in deduc- 
ing the preceding class of formulae is, 1, 
that a difference of pressure is due only 
to a difference of elevation ; % that the 
temperature of the air varies uniformly 
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from one station to the other ; and 3, that 
the temperature of the air between the 
two stations is the same as that of the 
vertical column between the horizontal 
planes of the two points. The introduc- 
tion of a correction for humidity involves 
essentially the same assumptions as the 
temperature term. 

§ 26. The air is never in a state of sta- 
tical equilibrium, but is perpetually un- 
dergoing local changes of pressure, tem- 
perature and humidity. " For example, 
the sun, which is the ultimate source of 
all disturbances, shines only by day. 
While it shines a certain amount of heat 
is imparted to the whole atmosphere, but 
a much higher temperature is given to 
the ground, and is communicated to the 
contiguous layer of air. At night the at- 
mosphere loses heat by radiation to space, 
but the ground loses it still more rapidly 
and imparts its low temperature to the 
lowest stratum of air. The lower strata, 
therefore, have exceptional warmth by 
day and exceptional coolness by night If 
the air is moist it intercepts a greater 
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quantity of solar heat than if it is dry, so 
that a less quantity reaches the ground, 
while at night atmospheric moisture 
checks radiation from the ground. The 
power of the earth's surface to receive 
or store or part with heat varies with 
its character. Naked rocks and culti- 
vated fields, bare earth and grass, forest 
and snow are affected very differently by 
the heat rays of the sun, and exert equally ^ 
diverse influences on the adjacent air, so 
that one tract of land is often in a con- 
dition to heat the air while an adjacent 
tract is cooling it. Then, too, the sun's 
heat is unequally distributed through the 
year ; outside the tropics there is a pro- 
gressive accumulation of heat through 
Bummer and a progressive loss through 
winter. The ocean undergoes less change 
of temperature than the land, and its 
rate of change is slower, so that there is 
frequent, and indeed almost continuous, 
contrast of condition between it and the 
contiguous land. As a result of all these 
influences, together with others that 
might be enumerated, the equilibrium of 
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ihe air is constantly OYerthrown, and the 
winds, which tend to readjust it, are set 
in motion. 

The temperature of the air is continu> 
ally modified by external influences ; the 
static order of densities is broken and 
currents are set in motion ; and the cir- 
culation and the inequaHties of tempera- 
ture conspire to produce inequalities of 
'moisture. Every element of equiUbrium 
is thus set aside, and the air is rendered 
heterogeneous in density, temperature 
and composition."* 

§ 27. A consideration of these facts 
will show the inaccuracy and insufficiency 
of hypsometric formulae founded upon an 
assumed state of static equiUbrium. 
Some of the defects of statical formulse 
will be considered in detail before dis- 
cussing formulae which seek to overcome 
these difficulties. 

§ 28. €hradient—ljQi A, B and 
designate three barometer stations. Let 
A', B' C designate points vertically 
above each at which the pressure is the 

• G. K. Gilbert, in U. 8. Geoloffioal Report for 1880-1. 
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same or common. The plane passing 
through A' B' C is then a surface of 
equal pressure ; if the air were in a state 
of equilibrium, it would be a level plane, 
but in fact it will be inclined in some 
direction. This inclination is called the 
barometric gradient 

Instead of considering only three 
points, "we can in imagination project 
through the air a surface containing all 
points which have the same pressure ; if 
the atmosphere were at rest, this surface 
would be a horizontal plane, but under 
the actual conditions it is never a plane 
and is ever undulating." For small areas 
under ordinary conditions, this surface 
would probably not differ much from a 
plane. 

Conceive another surface passed 
through all points at which the pressure 
differs from the preceding one by any 
constant quantity. With atmospheric 
equilibrium all such surfaces would be 
both level and parallel, bat in the 
actual case none are level and no two 
are precisely parallel. When widely 
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separated surfaces are compared, the 
variations from parallelism are often so 
great that their inclinations above the 
same locality have opposite directions. 
The atmospheric gradient at the surface 
of the ground may therefore differ 
greatly in amount and direction from the 
simultaneous gradient at a considerable 
altitude above the same spot. 

§ 29. The necessity of considering the 
barometer gradient is apparent when it 
is remembered that the air is continually 
in a state of motion, as is .shown in the 
variation of the height of the barometer. 
For example, if A and B are two stations, 
and the atmosphere at rest, then the sur- 
face of equal pressure, BC, is a horizon- 
tal plane ; and AC is the difference of 
elevation which would be obtained by ap- 
plying any one of the preceding baro- 
metric formulae. If the air is not in 
static equilibrium, the pressure at A will 
be greater or less than before, and the 
surface of equal pressure may lie above 
or below BC ; if the pressure at A is 
greater than the average, the surface of 
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equal pressure is above C, say at E, and 
AE is the corresponding difference of 
elevation obtained by applying a statical 
formulsB. 




The problem is farther complicated by 
the fact that the air above B also is in 
a state of oscillation. If the variations 
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changes in the pressure and gives rise to 
what has been called the annual gra- 
dients. The amount of this variation is 
quite small near the equator, but in- 
creases rapidly toward the poles; '*at 
the equator it rarely exceeds J of an inch 
per year, while in the polar regions it is 
often as much as 2 or 3 inches in a few 
days."* 

§ 33. Non-periodic Qradienta. — In 
addition to the diurnal and annual varia- 
tions in the pressure, there are others 
due to the same general cause, the heat 
of the sun, but so modified by the local 
conditions — topography, the humidity, 
winds, storms, etc. — ^as to make it im- 
possible to discover the law of their 
action. These non-periodic variations 
are much greater in amount and more 
rapid in their actions than either of the 
others. 

§ 34. Ttmperature of Air, — "It has 
just been explained that the vaiiations 
of pressure are due primarily to inequali- 
ties of temperature ; it will now be 

* Williamson, page 68. 
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shown that, if difTerenoes of elevations 
are determined by the formulsB com- 
monly used, the temperature is directly 




responsible for other and generally more 
serious errors." They arise from the 
difficulty of determining the temperature 
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of the vertical column of air between the 
two stations. 

Let A and B (Fig. 4) be two stations 
the difference of elevation of which is to 
be obtained from observations of the 
barometer and thermometer made at 
each. Let it be assumed that the 
pressure observed at B is the same as 
that at vertically over A and on a level 
with B. To use the statical or common 

ormulse, the temperature of the column 
AC must be known ; in applying these 
formulae it is assumed that the mean 

emperature of this column is equal to 
the mean of the temperatures observed 
at A and B. 

''How admissible this assumption is 
will appear at once when the manner in 
which the air acquires and loses heat is 
recalled. The body of the atmosphere 
is heated directly by the sun and gives 
off its heat by radiation into space. The 
surface of the earth is heated and cooled 
in the same manner, but many times 
more rapidly, so that by day it is always 
much warmer than the body of the air, 
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aird by night it is much cooler. A. layer 
of air next to the earth receives its 
warmth from the earth, and is thereby 
caused to differ widely in temperature 
from the remainder of the atmosphere. 
Not only is the greater part of the col- 
umn inaccessible to us, but that portion 
to which our observations are restricted 
is the portion least representative of 
all."* 

By measuring the difference of eleva- 
tion of two points with the spirit level, 
reversing the barometer formula, and 
computing the temperature of the air 
column, it has been found that in middle 
latitudes the average daily range of the 
temperature of the body of the air is 
about 4* of the superficial layer is from 
10° to 20° near the sea-shore, and from 
20** to 35** in the interior of continents. 
There is a stratum of air near the surface 
(Fig. 3) which oscillates daily through 
this wide range, while the temperature 
of the upper and larger portion of the 
column AG is relatively constant. There- 

^^— ^— ^i^i»l« M ■ I ■ I I I ■ ■ ■ I ■ ■ ■ - I I ■■—■■■ ■■ I 

* Gilbert In U. S. O. S. Report 
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fore the mean of the observed tempera- 
tnres absolutely fails to give the mean 
temperature of the column AC as re- 
quired by the formula. 

§ 36. Nor does the trouble end here. 
** Whenever the ground layer is cooler 
than the air above, it is of course heavier, 
and, like any other heavy fluid, it flows 
down hill and accumulates in valleys, 
forming lakes of cold air. The nightly 
layer of abnormally cool air is therefore 
' thinner on eminences than in valleys, and 
the contrast increases as the night ad- 
vances. When the conditions are re- 
versed so that the ground layer is 
warmer than the air above it, it has a 
tendency to rise, but accomplishes the 
change in an irregular manner, breaking 
through the immediately superior layer 
here and there and rising in streams 
which spread out in sheets wherever the 
conditions of equilibrium are reached.'* 
Observers in balloons, as they ascend or 
descend, rarely And an orderly succes- 
sion of temperatures. If, therefore, we 
could in some way determine the tern- 
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perature of some point in the uppe 
portion of the column AC, we should 
still be unable to deduce the mean tem- 
perature of the column with a high 
degree of accuracy." 

§ 36. Humidity — The errors in ba- 
rometric leveling due to the moisture in 
the air are essentially the same in kind 
as those due to the uncertainty of the 
temperature. The obsenrations are made 
in the stratum next to the earth in which 
the amount of moisture is the greatest 
and the most variable. A change of 
station of a few feet, or a slight variation 
in the direction or force of the wind, 
will often cause a very important differ- 
ence in the amount of watery vapor. 
The variations in moisture of the differ- 
ent portions of the atmosphere are 
greater than the variations in tempera- 
ture. The diffusion of aqueous vapor is 
so slow that its effect may be neglected,, 
and the distribution considered as taking 
place only by the circulation of the air. 
For this reason, then, there will be the 
same heterogeneity of moisture as of; 
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temperature, which has already been dis- 
cussed. 

"The variations in the hygrometric 
state are still further increased by the 
laws of condensation. At the surface of 
the earth there is an almost continuous 
passage of moisture from ground to air, 
ouly a part of the total exhalation being 
returned as dew. The daily cii'culation 
incited by the heat of the sun carries the 
moistened air upward and eventuaUy the 
water is returned to the earth in the form 
of rain or snow, but the condensation 
and succeeding precipitation are exceed- 
ingly irregular. Whenever, therefore, a 
current of air moves upward and its tem- 
perature is lowered by rarefaction, a 
point may be reached where the accom- 
jpanying vapor can no longer exist as 
such, and is condensed to cloud or even 
to rain or snow. On the other hand, 
whenever a current of air moves down- 
ward, its capacity for moisture is in- 
creased, and it acquires a quasi-absorbent 
power, so as to take up water from what- 
ever moist surface it touches." 
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The irregalarities of humidity are 
greater proportionally than the associated 
irregularities of temperature, but the 
error in the difference of altitude due to 
humidity is less than that due to tem- 
perature, because humidity is a much 
smaller factor of hypsometric problems. 

Dynamical Fobhulas. 

§ 37. FerreVs Formula. — ^Ferrel * has 
deduced from a consideration of dynam- 
ical principles, a barometric formula 
which distinctly recognizes the defects, 
as discussed above, of formulse founded 
upon a statical condition of the atmos- 
phere, and which indicates a method of 
remedying them. Although the formula 
is very carefully and ingeniously worked 
out, yet it is probably of little use for ordi- 
nary hypsometrical work, since it requires 
observations to be made for a long time 
over a considerable area, to get the data 
by which to compute corrections for 
gradient, temperature, and humidity. 

* U. S. C. S. Report, 1881, pp. 28IH)8. 
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Without the data for making these re- 
ductions, this formula is essentially the 
same and has essentially the same de- 
fects as the formulae depending upon a 
statical condition of the atmosphere. * 

§ 38 Gilbert's J^ormw/a.— Gilbert f 
has developed a method for determining 
heights with the barometer which does 
not require observations of the tempera- 
ture and humidity of the air. His method 
requires simultaneous observations of the 
barometer at three stations, the vertical 
distance between two of which is known; 
from the known difference between two 
of the stations and the observations at 
each, the actual density of the air can be 
found; then the true density can be 
used to compute the difference of eleva- 
tion between either of these stations and 
the third. 

The method is most accurate when the 
three stations are in the same vertical 
and when the one whose elevation is de- 
sired lies between the two, the difference 



• Wm. Ferrel in IT. S. C AG. S. R., 1881, p. 248. 
t In IT. S. Geol. S. Beport, 1880-1. 
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of whose elevations is known; the method 
is applicable, but is less accnrate, when 
the stations are not in the same vertical, 
or when the one whose height is sought 
lies either above or below the other 
two. 

"One of the distinctive characteristics 
of this method is that it observes 
density directly, whereas other meth- 
ods observe temperature and moist- 
ure only and deduce density. The 
only reason which has ever existed 
for measuring the temperature of the 
air and the moisture in it has been to 
ascertain its density. A second distinct- 
ive feature is that this method employs 
in its determination of density a column 
of air comparable in height with the one 
to be measured and fairly representative 
of it, while other methods base their 
diagnosis of the column to be meas- 
ured on density determinations made 
close to the ground, where, as a rule, the 
conditions are not representative." It 
will be shown presently that this method 
also has serious defects. 
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§ 39. The formula for this method is 
deduced as follows : 

Let L, N and U represent the altitudes 
of the lower, new and upper stations re- 
spectively ; let I, n and u represent the 
synchronous barometric readings at these 
same stations corrected for temperature 
of the instrument and instrumental er- 
rors. Let B=the vertical base line, or 
the known difference of altitude of the 
upper and lower stations, B=U— -L. 
Let A=the required difference of alti- 
tude N— L, and let a=an approximate 
value of A. 

Since B=U-L, 

and A=N-L, B-A=U-N. 

For convenience refer all vertical dis- 
tances to the lower station as an origin. 

If for the present we neglect the de- 
crease in temperature and moisture with 
an increase of the altitude, and assume 
that the accidental or temporary varia- 
tions of density due to temperature and 
humidity are the same in both columns. 
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the following proportion may be made r 

The approximate \ ( the true height^ 
height of the > ' ■] oi the base ^ 
base line ) ( ^®> ^> J 

{the approximate \ C the true h'ght 
height of the v : •< of the new 
new station j (^ station, A. 

The approximate height (length) of 
the base line, as deduced from the read- 
ings of the barometer at the two sta- 
tions is, C (log. ^— log. n) in which C is 
the barometer constant. In the same 
way the approximate height of the new 
station above the lower is C (log. ^—log. 
u). Substituting these values, the above 
proportion becomes, 

C (log. /-log. w) : B: : 

C (log. Z— log. n) : A. 

or a=B )-28i4ri?5^^(i6), in which a is 
log. Z— log. u ' 

written instead of A, owing to the ne- 
glect of the variation of temperature and 
humidity with the altitude. 

§ 40. The preceding equation would 
give the correct result if the atmospheric 
oolumn were uniform in temperature* 
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and if its aqueous vapor were uniformly 
distributed ; but since this is never the 
case there must be added a term which 
shall take account of the variation of 
temperature and moisture with the alti- 
tude. 

It is well known that in a general way 
the temperature and moisture decrease 
with the altitude ; but the exact law of 
this variation has not yet been discovered. 
Therefore, before the correction to be 
added to equation (15) can be deter- 
mined, it will be necessary to assume 
some law for this variation. 

" If the air were of uniform density, 
and the element of temperature were in- 
troduced alone, the high temperatures 
at low altitudes would cause a dilation 
there, and the low temperatures at high 
altitudes would cause a contraction, and 
the resulting distribution of densities 
would be characterized by an increase 
from below upward. If the air were of 
uniform density and the element of vapor 
distribution were introduced alone, the 
greater per cent, of aqueous vapor (which 
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is a rarer gas than dry air) in the lower 
strata, would cause them to be relatively 
rare, and the resulting distribution of 
densities would be characterized by an 
increase from below upwards." * Con- 
sequently Gilbert * assumes that t 
crease in density due to temperature and 
humidity varies directly as the altitude. 
This may not be the true law, and when- 
ever a better assumption becomes possi- 
ble it should be introduced instead of 
the one here used. 

In Sec. 3 tests of the complete formula 
will be given, which will afford an idea of 
the admissibility of this assumption. 

§ 41. To embody this correction in the 
formula, let D represent the vertical dis- 
tance in which the increase of density 
due to temperature and humidity is equal 
to the density at the ground ; then the 
increase of density for each unit of ver- 
tical space is expressed by - . The mean 

density of the volume of air between the 
upper and lower station, in so far as it 



* U. S. Geolofdoal Surrey Report, 1881, p. 441. 
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depends upon temperature and humidity, 
occurs at its middle point, which is a dis- 

tance ^ above the lower station. Like- 
id! 

wise the mean density of the column be- 
tween the lower and the new station is at 

A 

a point gT above the lower. The vertical 

B A 
distance between these points is -^ — ^. 

The decrease of density from the middle 
point of the column A to the middle 

B— A 1 

point of the column B is — ^ — -f;? ^^* 

is, the mean density of the column A is 

^ greater than that of the column B. 

In deducing the first term (15) of the 
proposed formula, it was assumed that 
the density as far as it depended upon 
temperature and humidity was uniform 
throughout both colunms ; but we have 
just shown that the element of the den- 
sity varies directly as the altitude ; con- 
sequently a term must be added to (15) 
to correct for the variation. It has just 
been shown that the mean density of A is 
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B-A 

—^FT- greater than that of B. The mean 

density of B is the unit or standard den- 
sity ; consequently, to express the den- 
sity of A in terms of B, the density of 
A, as assumed in (15), must be diminished 

Finally, the neglect of the variation of 
density with temperature and humidity 
assume too great a density for column A, 
and since heights are universally propor- 
tional to densities, that which makes the 
density too great makes the height too 
small ; therefore the height of A as de- 
duced from (15) must be increased by the 

quantiiy -^g- A. 

Adding this term to (15) gives for the 
height A of the new station, 

A=B ^°g- '-'^^- % A<^> (16) 

log. Z—log. w 2D 

Since the last term is always small, a 
can be substituted for A, thereby making 
the formula more convenient to compute. 

§ 42. If the position of the new sta- 
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tion be referred to the upper station in- 
stead of the lower, the above formula 
will remain unchanged, except I and w, 
and I and u will change places. 

The formula is applicable, even though 
the new station is not intermediate in 
height between the other two ; if the new 
station is above both the others, the 
quantity (B— A) then becomes minus, 
and the last term is subtracted ; if the 
new station is below both the other two, 
the numerators of both fractions will be 
minus, and the result will be the sum of 
the two terms.* 

§ 43. The quantity D can be found 
only by experiment ; to find it, observe 
the barometer at all three stations, deter- 
mine A and B by a spirit level and com- 
pute D. The experiments should cover 
a great range of conditions so as to se- 
cure a fair mean value. Unfortunately 
D hau not yet been determined from suf- 
ficiently varied conditions. The only 
value known is one determined by Gil- 
bert from observations at only two sets 



* Gilbert, page 442. 
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of Btations, and one of tbem was not 
very satisfactory. In this way it was 
found that D= 245,000 feet. 

The internal evidence of the observa- 
tions from which this value is derived is 
such that it is probable " its real value 
will eventually be found to be somewhat 
smaller than the one provisionally as- 
signed." * 

Happily, the last term is always rela- 
tively small, and hence any uncertainty 
in the value of D will have only a small 
effect upon the final result. The uncer- 
tainty in the value of D is the chief de- 
fect in this formula. Introducing this 
value of D, (16) becomes 

A/- i. ix « log./— log. w A(B— Av^„^ 
A(m f«et)=B^j^- + A^^^^)(17) 

A (in motored -B^ "g-^~^°g-'' I -^(^-A) 

(18) 

I 44. Heditction Tables.— The use of 
all the preceding formulie is very much 
simplified by tables which facilitate their 

* Gilbert, p. SOS. 
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application. Guyot's collection (Smith- 
sonian Miscellaneous Collection, Vol. 1), 
contains tables for the application of all 
the principal statical formulae. The ap- 
pendix of Wyiiamson On the Use of 
the Barometer contains a series of tables 
for La Place's form of Plantamour's for- 
mula (§ 22), with Begnault's coefficient. 
The same tables are also given in Lee's 
Tables, pp. 148-182. The U. S. Geolo- 
gical Survey Report for 1881 contains the 
only table necessary in applying Gilbert's 
formula. 

Tables sure useful where a great num- 
ber of observations are to be reduced ; 
but they generally contain an unneces- 
sary number of figures, and hold forth a 
show of extreme accuracy which the na- 
ture of the observations themselves cannot 
justify. 

> § 45. In the succeeding section it will 
be shown that statical formulsB are gen- 
erally applied in such a way as to largely 
eliminate the defects referred to in this 
section. It is impossible to completely 
eliminate the errors due to gradient, tem- 
perature, etc., and, consequently, differ- 
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ence of elevation cannot be determined 
with precision by means of the baro- 
meter. 

S£OTION 8. 
THE PBAOTIOE. 

§ 46. Common Method.— "ResxiiiBmBj 
be obtained by using only one barometer, 
which is carried frOm station to station, 
one or more observations being made at 
each station; but results obtained in such a 
manner would be only rude approxima- 
tions, owing to errors of gradient. The 
greater the distance between the two 
points the greater the error. Distant 
stations are sometimes connected by in- 
termediate ones. 

The errors due to gradient are partially 
eliminated by making simultaneous obser- 
vations at the two stations. If the phase 
and the amplitude of the variation were 
the same at both stations, which probably 
seldom or never occurs, simultaneous ob- 
servations would give results independ- 
ent of this class of errors. Errors due 
to gradient are still further reduced by 
making a number of simultaneous obser- 
vations and using the mean ; this eUmin- 
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ates only the variable element and fails 
to take account of permanent gradient. 

It is often recommended that the ob- 
servations be made at certain hours of the 
day, at which time it is supposed the di- 
urnal and annual gradients are zero. 
These times can only be determined from 
experiment, and will vary with the state 
of the atmosphere, the season, the lo- 
cality, the elevation, etc. The U. S. Coast 
Survey* recommend the following times, 
subject to the preceding limitations. 
They were probably deduced for the 
middle Atlantic coast. 

The hours refer to the middle of the 
month, other times are to be determined 
by interpolation : 

January 1 p.m. 



A.M. 



February 10 

March 8 

April 7 30 

May 7 

June 6.30 

July 6.30 

August . . . 7 
September. . . 8 

October 10 

November. . .10.30 
December. . . at no time. 



and 4 
" 6 



(( 



(( 



t( 



«( 



(t 



it 



n 



7 

7 

9.30 

9.30 

7.30 

6 

3.30 

2.80 



• Report, 18?B, p. 849. 
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§ 47. Observations made by the pre- 
ceding method must be reduced by some 
of the statical formulae. Notice that 
the preceding methods do not eliminate 
the error due to the fact that the mean of 
the observed temperatures does not rep- 
resent the mean temperature of the air 
column. 

§ 48. Williamsons Method of JSJli- 
mincUing Gradient JSrrora* — This me- 
thod is specially adapted to reconnois- 
sances and topographical surveys. A 
centrally located station, called a base 
station, is chosen, at which the barometer 
is read at stated hours each day for sev- 
eral days. In the meantime, itinerary 
observers make observations at the 
various points, the elevations of which are 
to be determined, and take pains to have 
their observations correspond in time 
with one of the observations at the base 
station. In the progress of the itiner- 
ary survey, a series of observations, simi- 
lar to those at the base station, are made 
as frequently as practicable at semi-per- 

* Williamson on the Barometer. 
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manent camps ; the object of both series 
being to asoeriain the nature of the di- 
nmal yariailon of pressure and tempera- 
ture. 

The barometric readmgs at the base 
stations, corrected for temperature of the 
instroments, are plotted upon ruled paper 
so as to exhibit their cnrre, and all read- 
ings shown by inspection to be inflaenced 
by abrupt and violent atmospheric distur- 
bances, such as thonder-storms, are dis- 
carded, their places being filled by inter- 
polations. From the corrected observa- 
tions at the base stations, a correction is 
deduced, which, being appHed to the sev- 
eral barometric readings, reduce them to 
the daily mean ; applying this correction 
eliminates at least part of the effect of 
dinmal gradient. 

Instead of determining the temperature 
of the air oolomn from the temperature 
at the time of observing, the mean tem- 
perature of the day is used ; this can be 
quite accurately determined at the base 
stations, but is only approximately known 
at the other stations Notice that the 
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mean of the daily means willjnot be the 
mean temperature of the vertical air 
.column. 

The difference of altitude can then be 
computed from the reduced barometric 
readings and the mean daily temperature, 
by using any of the statical formulsB; 
Williamson himself used his translation 
of Plantamour's formula (§ 22). 

§ 49. Whitmxfs Method. — " From ob- 
servations made in connection with the 
Geological Survey of California, a series 
of corrections were deduced for reduc- 
ing the barometric readings made at dif- 
ferent hours of the day, of the different 
days of the the different months, and for 
the different altitudes to the daily mean 
for the year. These corrections can only 
be used in the neighborhood in which 
the observations on which they were 
based were made. Similar tables made 
for different climates would differ mater- 
ially from each other." For tables con- 
structed upon this principle for the cli- 
mates of Germany, Philadelphia and 
Greenwich respectively, see Guyot's Col- 
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lection, Group D., 3d Ed., pp. 80-1, 93 
and 94. 

§ 60. Plantamour^9 Method. — In the 
hypsometric survey of Switzerland, Plan- 
tamour made simultaneous observations 
of the barometer, thermometer and psy- 
chrometer at Geneva, St. Bernard, and at 
the station, whose height was to be de- 
termined. The approximate difference 
of altitude between the new station and 
Geneva, and between it and St. Bernard, 
were computed by Plantamour's formula 
( § 22) ; the difference of elevation be- 
tween Geneva and St. Bernard was also 
computed. The computed difference of 
elevation between Geneva and St. Ber- 
nard computed with the actual difference 
of altitude, as determined by the spirit 
level, gave a correction to be applied to 
the computed differences for the new sta- 
tions. The ingenious details of the com- 
putation are too complex to be described 
here. 

Marshall'" and Riihlmann applied me- 
thods somewhat similar to the above. 

* Wheeler's Geologrloal S urvey, Vol. II., p. 628. 
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§ 51. Gilbert's Method.^This method, 
which has already incidentally been fully 
described, is somewhat similar to the 
above, but differs from them in determin- 
ing the height of the new station by the 
sole means of the observed pressures. A 
comparison between it and the several 
other methods seems to prove that it is 
the most accurate. * 

§ 52. Unfortunately all methods of eli- 
minating gradients involve considerable 
time and expense, and even then do not 
thoroughly accomplish the desired end, 
all of which shows that when great ac- 
curacy is desired the barometer should be 
dispensed with altogether, and the differ- 
ence of elevation determined by some 
other means. 

§ 63. Sources of Error, — The princi- 
pal sources of error, as well as the means 
of eliminating them, have already inci- 
dentally been discussed, and need only to 
be referred to here. 

1. Instrumental Errors^ such as index 
error, imperfection of the scale, imper- 

• Gilbert's U. S. G. S. R, 1881. 
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feet adjustment for capillarity of the tube, 
impure mercury, and errors in the at- 
tached thermometer. 

The first is usually eliminated by an 
adjustment of the zero of the scale, and 
with a good instrument the others would 
be inappreciable. 

2. Errors of Observation^ as inaccu- 
racy of making contact between the 
ivory point and the mercury, inaccuracy 
of the reading itself, and the inaccuracy 
in determining the temperature of the 
barometer. Gilbert *** from a comparison 
of 360 pairs of observations made by the 
Signal Service and the Geological Survey 
found the average error of observation to 
be a trifle less than three-thousandths of 
an inch. This difference does not involve 
the personal error between two observers, 
which, for even expert observers, may be 
nearly as much more, f 

3. Errors due to Gradient^ diurnal, 
annual, and abnormal, and those due to 
temperature and humidity. The errors 



* Report U. S Geoloff. Snryey, 1880-1, p. TASL 
t U. 8. C. 8. Report. 1870, p. 79. 
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of this class may have almost any value ; 
the various methods of partially elimina- 
ting them have already been discussed. 

4. Errors due to the E-ffect of the 
Wind. The wind may cause either a con- 
densation or rarefaction of the air in the 
room in which the barometer is, or even 
in the cistern of the barometer itself. 
This effect will vary with the velocity of 
the wind, with the position of the open- 
ings with reference to the wind, etc. On 
Mount Washington, a wind of 50 miles 
per hour caused the barometer to read 
.13 of an inch too low. Its effect will 
vary as the square of the velocity. It 
may be nearly, if not wholly eliminated 
by having two apertures, one each on 
the windward and leeward side of the 
enclosed space.* 

A similar effect of the wind is caused 
when the instrument is read in the im- 
mediate vicinity of any body which ob- 
structs the wind. For example, if the 
barometer is observed on the windward 
side of a mountain, the reading will be 

* Gilbert U. 8. Geoloif. Survey, 18S0-1, p. 663. 
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too high ; if on the leeward, too low. 
The only way to avoid this difficulty is 
in the selection of the stations ; but it is 
not always possible so to avoid it. 

§ 54. Limits of Precision,— It is 
sometimes stated that '^ the barometer is 
the most accurate instrument for de- 
termining differences of level." It needs 
only a moment's reflection to see that 
this cannot be true. The following re- 
sults, given by Professor Guyot, are fre- 
quently quoted as showing the great 
accuracy of barometric instruments : 

Mont Blanc, by barometer, 15,781 feet, 

by spirit level, 16,780 feet. 
Mount Washington, by barometer, 6,391.7 feet, 

- by spirit level, 6,293 feet. 
In North Carolina, by barometer, 6,701 feet. 

by spirit level, 6,711 feet. 
In North Carolina, by barometer, 5,248 feet. 

by spirit level, 5,246 feet. 

These results are to be considered ex- 
ceptional, and only obtained by numer- 
ous repetitions in various states of the 
atmosphere. 

The difference of altitude computed 
from one or even several days' observa- 
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tions cannot be relied upon as being 
more than a rough approximation. This 
has been shown by Williamson,* who 
has computed the difference of altitude 
between Geneva and St. Bernard (using 
the same formula as in the last three ex- 
amples quoted above) for every day for 
two years from daily simultaneous obser- 
vations. The diflPerence between the result 
by the barometer and the spirit level, in 
several cases, was more than 3 per cent. 
Under less favorable circumstances the 
errors were even more than twice as 
great, f 

The altitude computed by the monthly 
mean of daily observation for different 
months of the same year, and also for the 
same month of different years, differ as 
much as 1 per cent, i 

§ 55. The following differences be- 
tween the results by the barometer and 
the spirit level, do not indicate that high 
degree of accuracy in barometric hyp- 
sometry, even where a long series of 

* Williamson on tbe Barometer, p. 206. 

t See also Gilbert, p. 466-9. 

t Williamson on Barometer, p. 286. 
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observations is used, which was formerly 
supposed to be attainable by this means. 
The results by the barometer were ob- 
tained by computing the difference of 
altitude from monthly means of the mean 
of the daily observations, and taking the 
mean for the time stated. * 

Sacramento and Summit, 

3 years* observations, — 24tft. in 6,989 ft. 
Geneva and St. Bernard, 
12 years' observations, —2.6 met. in 2,070 met 
Portland and Mt. Washington, 

6 years' observations, +37 ft. in 6,289 ft. 
Vera Cruz and City of Mexico, 

1 year's observations -1-5 met. in 2,282 met. 

§ 56. For an interesting comparison of 
the absolute, and also the relative, errors 
of the various methods, see Gilbert's 
Memoirs, Chapi III, in U. IS. Geological 
Report, 1880-1. 

For additional data concerning the ac- 
curacy of barometric leveling, see U. S. 
C. & G. Survey Report, 1870, p. 88 ; Do, 
1871, p. 154-75 ; Do, 1876, p. 355-76. 

§ 57. Although the barometer cannot 

* U. 8. C. S., 1881, p. 864. 
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be regarded as a hypsometric instrument 
of great precision, yet with care it can be 
made to give results with sufficient 
accuracy for reconnoissance or explora- 
tion. For this purpose, it is unexcelled 
by any other instrument, but this is 
about the only use of the instrument to 
the engineering profession. 



Chapter II. 

leyeling with the aneboid barometer. 

Sec. 1. The Common Aneroid. 

§ 68. Description. — The aneroid ba- 
rometer consists of a cylindrical metallic 
box, exhausted of air, the top of which is 
made of thin corrugated metal, so elastic 
that it readily yields to alterations in the 
pressure of the atmosphere. When the 
pressure increases, the top is pressed in- 
wards ; when it decreases, the elasticity 
of the lid tends to move it in the oppo. 
site direction. These motions are trans- 
mitted by delicate multiplying levers to 
an index which moves over a scale. A 
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spring is sometimes inserted between 
the two ends of the vacuum chamber to 
reinforce the elasticity of the corrugated 
ends. Sometimes the vacuous box is 
not entirely exhausted, the object being 
that the enclosed air may reinforce the 
spring, " the air gaining elasticity as the 
spring loses, with increase of altitude." 
It is at least doubtful whether the spiral 
spring needs assistance, and therefore* 
whether the air is of any benefit ; and it 
certainly introduces complications, owing 
to the effect of a change of temperature 
of the enclosed air. 

There are several forms of aneroids 
which differ in the mechanism employed 
to multiply the linear motion of the end 
of the vacuous box and to convert it into 
angular motion. Fig. 5 shows the 
mechanism of a common form ; the out- 
side case and the front face of the 
vacuous box is removed. 

The instrument is graduated empiri- 
cally by comparing its indications under 
different pressures with those of a, mer- 
curial barometer ; the scale is marked to 
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correspond to inches of the ordmary ba- 
rometer column, the inches being divided 
into tenths, and the tenths usually into 
four parts. At the back of the instru- 
ment is a httle screw which presses 
against one end of the exhausted box ; 
by turning this screw, the index can be 
moved over the scale, and the instru- 
ment may thus be made to agree at any 
time with a standard mercurial barometer. 

§ 69. In many instruments there is an 
additional scale of altitudes in feet gen- 
erally divided according to a table pre- 
pared for the purpose by Professor Airy. 
Such a table could be prepared by using 
any of the formulae discussed in the pre- 
ceding chapter by neglecting the cor- 
rections. Professor Airy used a formula 
similar to (11), and neglected the tem- 
perature term. When the aneroid has a 
scale of elevations engraved upon its face 
the approximate difference of height is ob- 
tained by subtracting the reading in feet 
at the lower station from that at the 
upper. 

The use of such a scale leads only to 
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rough approximations, as it is based on 
the assumption that certain differences 
of pressure correspond at all heights 
with the same differences of elevation. 
The scale of elevations can only be cor- 
rect at some particular temperature, and 
hence in general a temperature cor- 
rection must be applied. Some makers 
endeavor to eliminate this correction by 
making the scale movable. " The movable 
scale is unscientific and inaccurate." The 
best plan is to dispense with scales of 
altitude, whether fixed or movable, and 
calculate the heights. 

§ 60. Defects. —The &neroidi& a very 
convenient instrument and for a station- 
ary instrument where nice readings are 
not required, it does very well ; but for 
accurate hypsometrical results it is an 
inferior instrument. Its defects are : 

1. The elasticity of the corrugated top 
of the vacuum chamber is affected by re- 
peated changes in pressure. This will 
produce error in the scale readings. 

2. It is usually claimed that, in con- 
sequence of not completely exhausting 
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the Tacuum box, the indications of the 
aneroid become independent of the effect 
of changes of temperature of the instru- 
ment. The best that can be hoped for 
is that for small changes the temperature 
correction is less than the error of ob- 
senration. In instruments compensated 
for temperature, the effect of a change is 
sometimes the same as that in the mer- 
curial barometer, and sometimes the 
reverse. The effect of the temperature 
on any particular instrument can be 
determined only by trial. 

3. The different spaces on the scale 
are seldom correct relative to each other, 
owing probably to errors of observations 
and graduation, and possibly to differ- 
ences of temperature and changes in 
elasticity. As a matter of fact, the scale 
is often only a scale of equal parts. 
The barometer scale is more accurate 
than the elevation scale, since the latter 
has all the inaccuracies due to the formula 
by which it is graduated, in addition to 
those of the instrument itself. For ac- 
curate work the aneroid should have 
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a thermometer attached; then, before 
tusing it, it should be tested under an air- 
pump, together with a mercurial column, 
and its scale errors for different tempera- 
ture and pressures determined. 

4. The weight of the machine affects 
its indication, i. 6., the reading of the 
aneroid will differ when held in different 
positions. *' In the best instruments this 
difference is sometimes as much as 0.008 
of an inch, corresponding to a difference of 
elevation of about 8 feet." (Williamson). 

5. Like all combinations of levers, 
screws and springs, the aneroid is sub- 
ject to continual shifting of parts, when 
subject to the jars and jolts encountered 
in transportation and in use. The only 
remedy is frequent comparisons with a 
mercurial barometer. 

6. The aneroid is deficient in precision 
since the least reading is 0.025 of an 
inch, which corresponds nearly to 25 feet 
of elevation. 

7. With most aneroids the spring 
ceases to act after the pressure has been 
lowered somewhat ; that is, the instru- 
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ment runs down. Before using the in- 
strument, experiments should be made 
to determine the range of pressure to 
which it may be exposed before the 
spring ceases to act. In case an aneroid 
is to be used in an elevated region, if 
there is a mercurial barometer with the 
party, screw up the aneroid until the 
spring acts well and set it by the mercurial 
barometer, so that there shall be a* 
difference of say one or two inches 
between them. 

§ 61. " With all these defects a good 
aneroid is of much assistance on a survey 
or reconnoissance in mountainous dis- 
tricts, on side trips of one, or even 
several days' duration, when the instru- 
ment had been previously compared with 
a standard mercurial barometer at various 
temperatures and in different elevationsi 
and proper tables of corrections made. It 
is evidently important that there should be 
a good attached thermometer. It should 
be compared before and after it is used 
in that way, to see if the zero has not 
changed in the mean time, and if the 
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agreements are satisfactory the results 
can be relied upon." * 

§ 62.Formulce, — From the readings of 
the aneroid at two stations, the differ- 
ence of elevation may be determined by 
any of the formula of the preceding 
chapter, for any of the approximate for- 
mulae are as accurate as the instrument. 
A modification of Babinet's approximate 
formula (11), is most frequently used. 
The following is a very common form : 

X=54500|^;^-^±10±4t 

The last term is the supposed probable 
error due to the varying density of the 
air column, and the' preceding term that 
due to the instrument itself. This 
formula is limited to difference of heights 
of about 3,000 feet. 

Sec. 2. The Goldschmid Anekoid. 

§ 63. The common aneroid was in- 
vented by Vidi, of Paris, in 1847, and 
the defects of its complex levers have 

* Williamson on the Barometer. 
t IT. 8. C. S. Report, 1876, p. 852. 



long] ^en recognized. As early as 
1867, Goldschmid deeigned a form of 




aoeroid which aougbt to do away the 
trauBmittiag and multiplying mechanism 
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of the Vidi form. Figs. 6 and 7 are two 
▼lews of one of the latest forms of Gold- 
schmid^s aneroids. Fig. 7 is a section 
through the compound vacuum chamber, 
the greater the number of boxes the 




larger the motion of the index a. The 
relative position of the movable index a 
and fixed point of reference h is observed 
by the telescope L (Fig. 6), the distance 
being measured by the micrometer M. 
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The instrument is very delicate in its in- 
dications, but is liable to serious disar- 
rangement by ordinary handling. Differ- 
ent manufactures have slightly different 
forms of the Goldschmid type, but all 
have essentially the same defects — are 
not able to stand ordinary use. 

It is doubtful if there is any advantage 
in an aneroid as complicated as that 
shown in Figs. 6 and 7 ; it seems prob- 
able that no form can be devised which 
shall be both delicate in its indications 
and able to stand rough handling. The 
chief advantage of the common aneroid 
is its portability, combined with moderate 
accuracy. The mercurial barometer and 
the aneroid supplement each other; the 
first is delicate and the second is porta- 
ble. It is doubtful if the two qualities 
can be combined in a single instrument, 
or one obtained more delicate or more 
reliable than the mercurial barometer. 
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Chapter III. 

LEVELING WITH THE THEBMO-BABOMETEB. 

§ 64. Theory. — When water is heated, 
the elastic force of the vapor produced 
from it gradually increases until it be- 
comes equal to the incumbent weight of 
the atmosphere. Then, the pressure of 
the atmosphere being overcome, the 
steam escapes rapidly in large bubbles, 
and the water boils. Since the tempera- 
ture at which water boils in the open 
air depends upon the weight of the 
atmospheric column above it, and as the 
weight of the atmosphere decreases with 
the elevation, it is obvious that the 
higher the station, the lower the tem- 
perature at which the water will boil at 
that station. The temperature at which 
water boils under different pressures has 
been determined by experiment. It is 
then only necessary to observe the tem- 
perature at each station at which water 
boils, and by referring to tables similar 
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to the above, find the corresponding 
height of the barometer, from which the 
difference of elevation may be computed 
by any of the formulse previously given. 
Or, the temperature may be observed at 
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only one point, and by using the mean 
pressure at the sea-level, compute the 
absolute elevation. 

Or, finally, if the effect of variations 
in temperature, moisture, pressure, etc., 
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be neglected, a table may be computed 
which will give, with the observed| tem- 
perature of boiling water for an argu- 
ment, the average approximate elevation 
of the station above the sea. 

Table of Elevations CoBBESPOxmiNG to Dnr- 

FEBENT TeMPEBATUBEB OF BoiLING WaTEB. 



Boiling 


Elevation 


Boiling 


Elevation 


point. 


above the sea 


point. 


above the sea 


190*^ 


11719 ft. 


208«> 


2049 ft. 


195 


8953 


209 


1543 


200 


6250 


210 


1021 


202 


5185 


211 


509 


204 


4131 


212 





206 


3085 


213 


-507 



A table similar to the above, which de- 
pends upon a mean state of the atmos- 
phere, cannot be very reliable, but it is 
as accurate as the observations them- 
selves. 

§ 65. Description, — This instrument is 
very simple in its construction, requiring 
only some means of immersing a sensitive 
thermometer in the steam which arises 
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from pare water while boiling under at- 
mospheric pressure. 

The general arrangement consists of a 
closed vessel with a chimney with a com- 
bination of passage ways for the exit of 
the steam, somewhat like Figore 8. The 
bnlb of the thermometer is thus immersed 
in a current of steam. The double pas- 
sageway is to prevent condensation on 
the inner walls of the flue. 

§ 66. Defect8.—The chief difficulty is 
in ascertaining with the necessary accu- 
racy the true temperature of boiling 
water ; an error of -j^^- of a degree centi- 
grade would cause an error of 70 to 80 
feet in the final result. An observation of 
the boiling point, differing by ^^ of a 
degree from the true temperature, ought 
to be considered a good one. The accu- 
racy is dependent upon the accuracy and 
sensitiveness of the thermometer, and is 
affected by the quality of the glass of the 
thermometer, the form and substance of 
the vessel containing the water, the purity 
of the water, the place at which the bulb 
of the thermometer is placed, whether in 
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the current of steam or in the water> 
the error of reading, displacement of zero 
point, &c. 

Even if the above errors did not exist, 
this method would still be subject to all 
the chances of error which affect the 
measurements of heights by the barome- 
ter. 

Nor is the thermo-barometer as con- 
venient as either the aneroid or mercurial 
barometer, owing to the time required to 
start a fire, boil the water, make the ob- 
servation and wait for the instrument to 
cool, and the difficulty of obtaining pure 
water. Also, altogether the apparatus 
makes quite a load to be carried from 
place to place. 

Since the invention of the aneroid, the 
method of measuring heights by the tem- 
perature of boiling water has almost been 
abandoned. 
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Chapteb IV. 

TRIGONOMETBIO LEYELING. 

§ 67. I^rinclple. — Trigonometric level- 
ing consists in determining the difference 
of level of two stations by means of the 
measured angle of elevation or zenith dis- 
tance of one, and the known horizontal 
distance between them. The horizontal 
distance is usually given by triangula- 
tion. 

This kind of leveling is peculiarly suit- 
able for finding the heights of the sta- 
tions of a triangulation survey, since the 
extra labor required to measiure the nec- 
essary vertical angles is but slight. 

§ 68 Observations. — The vertical angles 
are measured at the same time and with 
the same instrument as the horizontal 
angles. The instrument should have two 
opposite verniers or micrometer micro- 
scopes, and a sensitive level in a plane 
parallel to the vertical circle. It should 
be carefully adjusted for collimation, ver- 
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ticaJity of the vertical axis, horizontality 
of the horizontal axis of the telescope, 
and the verticality of the plane of the 
vertical circle. Matters relating to sta- 
tions, towers and targets belong more 
particularly to triangulation and will not 
be discussed here. On account of the 
uncertainty of the action of the atmos- 
phere, there is no hope to obtain as great 
accuracy in the measuring of vertical as 
in the horizontal angles. 

All errors of the instrument, except 
those of graduation, will be eliminated by 
observing as follows : — sight upon a tar- 
get, read the level and the circle ; reverse 
in altitude and azimuth, point upon the 
station and read circle and level again. 
The half difference of reading, corrected 
for difference of level, is the zenith dis- 
tance of the target. Shifting the circle 
and repeating would reduce the errors of 
graduation and observation, but these 
errors are generally so small in compari- 
son with the uncertainties arising from 
refraction, that it is therefore better to 
measure the angles on different days, so 
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as to obtain different conditions of the 
atmosphere rather than to ta^e any great 
number of successive observations. 

§ 69. Refraction, — Since the effect of 
atmospheric refraction is to elevate ob- 
jects on the horizon, a correction for re- 
fraction must be added to the zenith dis- 
tance as measured above. The uncer- 
tainty as to the amount of this correction 
is the great cause of inaccurate work 
in trigonometrical leveling. Befraction 
is so erratic in its character that no satis- 
factory method has yet been devised for 
determining it. The best that can be 
done is to observe only when the refrac- 
tion has its least effect. 

Therefore, since the accuracy of trigo- 
nometrical leveling is limited by our 
knowledge of the laws of atmospheric 
refraction, it will be necessary to investi- 
gate that branch before proceeding with 
the general subject. 

Sec. I. Coefficient of Befkaction. 

§ 70. Definition. — The angle of re- 
fraction divided by the arc of the earth's 
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circumference, intercepted between the 
obeerver and the station observed is 
called the coefficient of refraction,^ That 
iSyif C=the angle at the center of the earth 
subtended by the two stations, F=the 
refraction angle, and m=the coefl&cient 

pi 

of refraction, then m=-^. C can be 

\j 

found in arc from the expression 

K 

p sin 1 

between the two stations and p is the 
radius of the earth. 

§ 71. To find the Coefficient.— The co- 
efficient of refraction may be found in 
either of two ways, viz.:— I, from recipro- 
cal zenith distances ; or, II, from the ob- 
served zenith distances of two stations, 
the relative altitudes of which have been 
determined by the spirit level. 

§72. 1, By Reciprocal Zenith Distances, 
— In Fig. 9, if A and B denote the posi- 



0"= : — zT,j in which K is the distance 



* In the reports of profrress 6f the IT. S. Lake Survev 
and in Wrijrht's Adjastment of Observations, a defini- 
tion is fciyen which makes the coefficient of refraction 
twice as larnre as the above. The definition as above 
seems to be the one most frequently used. 
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tions of the two stations, the angles which 
the observers attempt to measare are 
PAB and QB A. On account of the refrac" 




tion of the atmosphere, the path of a 
ray of light from B to A will not be a 
straight line, but some curve more or less 



r 
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irregular ; the direction in which B is 
seen from A will be that of a tangent, 
AT, to this curve. The line of sight 
from the other station will not necessar- 
ily be over the same curve. 

Let z and z be the observed zenith dis- 
tances and m and r)\' the respective coef- 
ficients of refraction ; mO, and wi'C are 
the refraction angles. From the figure 

24mC + 2;'4-m'C-C=180^ (19) 

Since this equation contains tWo un- 
known quantities, it shows that observa- 
tions over a single line will not give the 
coefficients ; but in the reduction of a 
triangulation net, this equation may be 
applied to each line and the resulting 
equation solved by the method of least 
squares, thus obtaining the values of each 
coefficient, or at least a coefficient for 
each station. 

However, such elaboration is of doubt- 
ful utility and is seldom practiced. It is 
usual to assume that the mean of a num- 
ber of observations, taken under favorable 
conditions, will eliminate the difference of 
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refraction which is found to exist, even at 
the same moment, at two stations a few 
miles apart. The observations should be 
simultaneous or nearly so. Under these 
conditions the coefficients at the two ends 
of a line become equal ; i.e,, in the pre- 
ceding formulae m'=ni. The error in 
this assumption will be greater as the 
distance between the stations is greater ; 
it also increases very rapidly with the dif- 
ference in elevation. 

Making this substitution (19) becomes 



m 



=i(i_!±^y (20) 

§ 73. II, By zenith distances, the differ- 
ence of level being known. — There are two 
cases ; (1) single zenith distances and (2) 
reciprocal zenith distances. 

(1.) Measure the zenith distance of the 
station, and from the known difference 
of level compute the true zenith distance; 
the difference between the true and 
computed zenith distances is the refraction 
angle, which, divided by the subtended 
angle, is the coefficient sought. 

* U. S. C. A O. Report, 1888, p. 188. 
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From Fig. 9 

CB~AO _ h'-'h _ tan^(OAB~OBA 

AB + A0~ 2/0 + A' + A"" tan i(CAB + OBA 

(21) 
OAB=180^-2-mc 

0BA=2; + mc— c 
Substituting and reducing 

^-^=^=cot.(2+mC— iO)tan.iO (22) 

0" h 

tan. iC=tan. l"-ir-=tan.r'^^— r t7> 

^ 2 2/0 tan. 1 

-2p 
A'— A=A;cot. (Z + mC— ^0) 

» ^1 .1 A' — A 

Z + wiO— i = cot""* — T— 

from which m can be found. 

(2.) Also CBA=180*— (Z'+m'C); sub- 
stituting this value in (21), remembering 
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that Z'-|-m'C=Z/and Z + mC=Z, and 
solving as before we get 

i(Z'. + Z,) = tan-'— ^ 






2/0 12pV 

^(Z;-Z,)=90° + iC. (26) 

Z„— Z=F and Z',— Z'=F' 

F F' 

and finally m = -p-^and m'=— 

Struve,t Bauerfiend and others, have 
deduced rational formulae for computing 
the coefficient of refraction from the ob- 
served temperature and barometric pres- 
sure, but such formulsB are of little utility, 
owing to the difficulty in the way of get- 
ting the temperature and pressure of the 
atmosphere. 

§ 74 X^ws of Hefraction. — "Exper- 
ience has proved that the refraction is 
greater and more variable at sunrise than 
at any other hour of the day ; that it 
gradually diminishes in both respects, 

* U. 8. C. & G. Report, 1882, p. 188. 
t British Ordnance Survey, p. 214. 
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until 9 or 10 A. M.; that between those 
hours and 3^ P. M., it is comparatively 
stationary, and from 3^ P. M. to sunset, 
it increases in amount and variation, being 
the greatest during the night. The best 
period for observing, therefore, is between 
9 A. M. and 8^ P. M., and the worst at 
sunrise and sunset." * 

During the night, the refraction is less 
variable, but greater in amount, one 
about off-setting the other. A day with 
the sky wholly overcast is to be preferred 
to a clear or partially clear day. 

"Although the refraction exhibits daily 
variations, and is a function of the tem- 
perature and the pressure of the atmos- 
phere, yet it is extremely irregular ; in its 
ordinary variations, the coefficient keeps 
within the range of -} to ^, but occasion- 
ally and abnormally, it may be several 
times geater, or it may become zero, or 
even take a negative value. The refrac- 
tion is slightly greater for lines crossing 
water, than for lines over land ; it dimin- 
ishes with altitude and with increasing 

• U. S. a S. Report. 
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temperature, but increases with inoreasing 
atmospheric pressure; in general its 
yalue depends upon the law of the distri- 
bution of temperature with the height."* 

There is an irregular effect of refrac- 
tion, usually termed, " boiling," due to 
varying density of the atmosphere, which 
causes the target to vibrate rapidly 
through a small angle rarely exceeding 
10", but whose effect cannot be calcu- 
lated. 

For a table showing the diurnal varia- 
tions of refraction, see TJ. S. 0. & G. Re- 
port, 1876, pp. 361-2 ; also TJ. S. 0. & 
G. Report, 1883, pp. 296 and 310. 

§ 75. Value of the Coefficient of Me- 
fraction, 

De Lambre, from observations in 
France 0.07876-1 

B6gat's Traite de Gk6d^sie, in 
France, for Summer 0.06 —2 

Begat*s Traits de Ge6d^sie, in 
France, for Winter 0.10 —3 

B^gat*8 Traite de Ge6d^sie, in 
France, for mean 0.08 — % 

*U. B.C. S. Report. 



107 

Bessel, from operations in Prussia 0.0685 —8 
Gauss, ** ** ** Prussia 0.0653 —3 

Struve, ** '• '* Russia 0.0618 —8 

Corabeuf,'* " " " 0.0642-4 

Mean from all observations in 

France 0.0666 —8 

Chauvanet gives 0.0784 —1 

The British Ord. Survey .0.0768 ±0.0035 —6 
Do. for rays not crossing the sea. . . 0.0750 — 6 

" " ** crossing ** '* 0.0809 —6 
U. 8. C. S. in New England near the 

sea 0.078 —6 

U. S. C. S. in New England for 

small elevations 0.075 — 5 

U. 8. C. 8. in New England between 

primary stations 0.071 — 5 

U. 8. C. 8. in interior of country. .0.065 —7 
U. S. Lake Survey in Central 

Illinois : . 06 —4 

1. Cbauvenet's Practical Astronomy, Vol. 1, p. 177. 

2. Davies and Peck^s Mathematical Dictionary, p.ao. 
8. Ordnance Survey, p. 612. 

4. U. 8. Lake Survey Report, p. 428. 
6. U. 8. C. R. 1868. 

6. Clarke's Geodesy, p. 288. 

7. U. S. C. 8. 1868, p. 62. 

Seo. 2. Tbigonometbical Leveling. 

§ 76. By Observed Angle of Mlevation. 
— Let D, Fig. 10, represent the position 
of the observer, and E the station whose 
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elevation is to be determined. Let A= 
the observed angle expressed in seconds 
of arc. A;=the distance between the sta- 
tions. 

E 




BH«.10 



The difference of level, dh^ is made up of 
HF, due to curvature, and FE, due to the 
angle of elevation. The angle of refrac- 

k 



tion EDB = mO = m — 



p arc. 1 



//• 



The true 
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km 



angle of elevation EDF=A 



FE=A;tan.fA ^,) = 

\ p arc. 1 / 

A; tan. T'lA =7;) 

\ o arc. 1 / 



p arcl"* 
mk 



FH=f. 

2p 



r/A=EH=FE±HF= 



KA tan 1"-^ i|. (27) 

The U. S. Coast Survey report for 
1868, page 127, states in effect that the 
error produced by neglecting the term 

-^:s»- is no greater than the uncertainty in 

the coefficient of refraction, and gives the 
toUowing as being applicable for distances 
not exceeding 10 or 15 miles. 

e?A=0.00000485 M± 0.0000000667 A?'(28) 

The neglected term is O.IA?' ft. for h in 
miles. If this term is not neglected 

e/A=0. 00000485 KA- 0.0000001334 mk^ 

±0.0000000667 A?" (29) 
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The last term is plus for angles of ele- 
vation. The chief source of error in this 
as in all other formulae for trigonometri- 
cal leveling, is the uncertainty in m. 




\v^ 



Fig. 11 



§ 77. liy the obserced zenith distance 
of the sea horizon. Let Z=the meas- 
ured zenith distance, A=the elevation 
sought. Then in Fig. 11 



Ill 



/^l P XT T 1— COS. C 

COS. C= — ^. Hence A=p 75- 

p + h COS. O 

__2/o sin." i C__2/o sin. ^C sin. C__ 
"~ COS. C ~ 2 COS. ^C COS. C "" 
p tan. ^0 tan. C. 

Since C is always small, assume tan. ^0 

=^ tan. C, which, substituted above, 

gives, 

h=^p tan.' 0. 

To find 0, notice that Z + rwC + (90— 0) 

Z— 90° 
—180*, therefore 0=-^ .which, sub- 

stituted in the above, gives 
A=i/o tan.* -^ = 



1-m 2(1 -m)» 

tan.'(Z-90)* (30) 

§ 78. J5y the zenith distance observed at 
one station, — Let dh=the difference in 
level between the two stations. The tri- 
angle ADB Fig. 12, glares (fh=k-r-^—T-—^ 

sin. ABD 

EAB=mO=FBA=m'a 

ABD=Z+mC-0 
BAD=90°— (Z + mC) + iC. 



* U. 8. C. S. Report, 1888, p. IW. 
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dh—k 



cos.(Z + mO— iC)^ 
sm.(Z-h/riC-0) 



B^.lS 



(31) 




§ 79. By reciprocal zenith distances to 
eliminate refraction.— Jjet Z and Z' be 

• U. S. C. 8. Report, lOJS, p. 136. 
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the measared zenith distances. Then the 
triangle ABD, Fig. 12, gives 

h : sin. ABD; ;DB : sin. DAB. 

Substituting for ABD and DAB their 
values in terms of 71 and Z, assuming 
mO=:m'0, and solving, gives 

COS. ^(Z'-Z + C) 

§ 80. Micrometrical Difference of 
Level, — Another method is to measure 
by means of a micrometer inserted in the 
eye piece of the telescope, the difference 
in altitude between the different stations, 
^the absolute elevations of one or more 
being known. The method of reducing 
the observations is easily understood. 

§ 81. Corrections. — In the preceding it 
has been assumed that the instrument 
and the target observed upon, occupied 
what has been called the " station." The 
difference in height between the horizon* 
tal axis of the telescope and the trigono- 
metrical point, or the ground at the sta- 
tion, and also the elevation of the target, 

♦ U. 8. C. S. Report, 1888, p. 125. 
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should be measured and made a part of 
tbe record. 

The correction to the zenith distance 
for the difference in height of the target 
and telescope above the ground may be 
computed by the formula— correction in 

seconds = , — . - -^7,* in which d is the dif - 
k sin. 1" 

ference in height and k is the distance 

between stations. 

§ 82. Limits of Precision. — Reciprocal 
zenith distances measured at any two sta- 
tions at the same moment of time, or 
under the same supposed condition of 
atmosphere, give the best results. When 
reciprocal, but not simultaneous, the ob- 
servations should be made on different 
days, as in the case of horizontal angles, 
in order to obtain as far as possible a 
mean value of the difference between the 
respective angles and an average value of 
the refraction. The same care should be 
taken when the zenith distance is meas- 
ured at one station only. 

The condition of the atmosphere and 
the relative refraction may be so different 
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at statioDs situated more than twenty 
miles apart, that, as a general rule, the 
difference of level determined even by re- 
ciprocal observations cannot be relied 
upon for the desired degree of accuracy 
at distances greater than about twenty 
miles, unless a very large number of 
measurements have been made, under 
the most favorable circumstances. Notice 
that the difference of height determined 
by trigonometrical leveling depends upon 
the coefficient multiplied by the square of 
the distance, and that, therefore, there is 
a limit to the distance for which any as- 
sumed mean coefficient can be depended 
upon for accurate results. The higher 
the elevations, the more reliable the re- 
sults. 

§ 83. In the final report of the TJ. S. 
Lake Survey (p. 544) it is stated that the 
probable error of determining a difference 
of level in Eastern Illinois by reciproca 
zenith distances, using 8 to 10 separate 
measurements, made on 2 to 6 days, over 
lines 16 to 20 miles long, was somewhat 
less than 1 foot. 
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The U. S. 0. & G. S. Report, 1876, p. 
345, contains an account of trigonometri- 
cal leveling in California, over a line 14 
miles long, in which the mean probable 
error of reciprocal zenith distances, 11 
hourly observations on 5 successive days, 
was 0.2 meters in 600 meters ; for single 
zenith distances the error was 1.09 meters. 
The same volume contains an account of 
angular leveling in Georgia, in which, 
(p. 379), it is stated that the probable 
error per line of about 20 miles is .487 
meters or -^hru* ^^ *^® horizontal dis- 
tance. 

Probably the above may be considered 
as examples of the best work possible. 
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Chapter V. 

Spirit Levhiling. 

§ 84. Spirit leveling may be divided 
into two divisions, viz :— ordinary level- 
ing, or that undertaken, as a part of rail- 
road surveys, drainage, &c.; and geodesic 
leveling, or that undertaken in connection 
with a triangulation survey, and in which 
extreme accuracy is sought. The latter is 
frequently called "precise leveling." The 
methods of the former are too well known 
to require discussion here ; this chapter 
will be devoted exclusively to geodesic 
leveling. 

Geodesic Leveling. 

Sec. 1. The Instrument. 

§ 86. Spirit leveHng instruments may 
be grouped in three classes. The first 
includes all instruments that can be 
adjusted by reversals, the wye (or Y) 
level being a representative of this class 
The second includes all that cannot be ad- 
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justed by renewals of which the "dumpy" 
or English instrument is a type. The third 
includes all instruments whose errors 
of adjustment can be wholly eliminated 
by a system of double observations. The 
levels employed in geodesic leveling are 
of this class and are generally known as 
levels of precision. 

There is considerable variety in the 
form of this class of levels, but only two 
have been used to any considerable ex- 
tent in this country : — the Swiss or Kern 
level, by the Lake Survey and Mississippi 
Biver Commission, and a modification of 
the Vienna or Stampfer level, by. the Coast 
and Geodetic Survey. The construction 
of the two are similar, hence only the 
latter will be described here. The former 
is described in the final report of the U. 
S. Lake Survey, p. 697, and described 
and illustrated in Jordon's Yermessungs- 
kunde, vol. II., p. 

§ 86. U. S. Coast Survey Level.— The 

instrument is shown in Fig. 13.* The 

elescope may be reversed end for end 

* Prom U. S. C. 8. R., 1879, p. 202. 
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and revolved about its optical axis, the 
two positions in which the horizontal 
thread is horizontal, being definitely fixed 
by projecting pins. The level can also 
be reversed end for end independent of 
the telescope. One end of the telescope 
and level can be raised and lowered by 
the micrometer screw. Near the micro- 
meter is a cam hook, by which the weight 
of the superstructure can be raised off 
the micrometer during transportation. 
Under the telescope are two false wyes 
on lever arms by which the telescope can 
be raised out of the wyes for transporta- 
tion. The whole instrument is secured 
to the tripod head by a brass plate which 
fits over the feet of the leveling screws. 
The aperture of the telescope is 43 m 
m. (If inches nearly), focal length 410 m 
m. (16 J inches nearly), magnifying power 
37. The value of one millimeter of the 
level scale is 1".6 (1 inch = 37''.6 or 
radius=800 feet.) The diaphragm is 
glass and has two horizontal and one ver- 
tical line ruled upon it. The two hori- 
zontal lines are used as stadia hairs to 
determine the length of sight. 
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A smaller size of this instrument is also 
used. The weight of the larger one, in- 
clusive of tripod, is 45 lbs.; the smaller 
weighs 23 lbs. 

§ 87. The BocL^The rod used with 
this instrument was a target rod made of 
pine, 3" by 1", stiffened by a strip fast- 
ened along the middle of each face. One 
edge of the main strip has a self-reading 
graduation to cm. upon it. A brass strip, 
graduated to cm., is let into the side of 
the strip ; it extends the whole length of 
the rod, being fastened immovably at 
the middle. Its temperature is deter- 
mined by a thermometer let into the side 
of the wood. The target, which is moved 
by an endless chain, carries a short ivory 
scale, graduated to mm., which slides 
over the brass strip ; the rod therefore 
reads to millimeters. The foot of the 
rod is a rounded piece of brass resting in 
a corresponding depression in the foot 
plate.* A handle and a disk level enable 
the rod man to keep the rod vertical. 

♦ Would it not be better if the end of the rod were 
bollowed out to fit a projection on tbe foot plate f 



\ 
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§ 88. Adjustments, — The adjustments 
of this or other geodesic levels, do not 
materially differ from those of the ordi- 
nary forms, and are generally more con- 
veniently made. In the ordinary forms 
some of the less important adjustments 
are generally neglected as being less 
than the degree of accuracy aimed 
at, but in precise leveling, extreme 
accuracy is desired, and therefore 
every adjustment must be carefully 
attended to, even though it is the 
intention to use the instrument in such a 
manner as to eliminate all errors of ad- 
justment. The usual method is to adjust 
the instrument as nearly as possible and 
then determine the error ; each single ob- 
servation can then be corrected, thus af- 
fording a check between the members of 
a double observation. 

§ 89. Inequality of diameter of collars 
is the only error that cannot be elimi- 
nated by any system of double observa- 
tions ; it could be done if the line of the 
vertical axis were immovable ; it is elim- 
inated from the final result by equal 
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back and foresights. But to employ the 
check of double leveling (as will be de- 
scribed presently),a correction for inequal- 
ity must be appled to the rod reading. 

The inequality of the collars can be de- 
termined by observations with a striding 
level, exactly as the pivots of an astro- 
nomical transit are examined ; conse- 
quently it is unnecessary to describe the 
method here (see Chavenet's Practical 
Astronomy, vol.11, p. 153, or U.S.C. & G. 
S. Report, 1880, p. 210). The correction 
to be applied to the rod reading at the 
distance D, will be d sin. 1", in which 
die the pivot correction in seconds 
arc. 

§ 90. The absolute value, and the uni- 
formity of the graduations of the rod, the 
coefficient of expansion, the accuracy of 
the thermometer, and the disk level, 
should be tested carefully. The observer 
should also know his ordinary inaccuracy 
in performing the different parts of an 
observation. 

§ 91. Correction for Curvature and 
Refraction, Curvature. — To compute 
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the correction for curvature, let AD, Fig. 
14, represent the line of apparent level ; 
and AB the true level. DB is the cor- 
rection for curvature. By Geometry 
AD»=DB(2BC + DB). Neglecting DB, 




T^S.l-ir 



as it is very small in comparison with 
2BC, and representing the length of 
sight by A?, and the radius of curvature 
by /?, then correction for curvature 

2p 
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For BD in feet, and the distance in 
miles thus becomes 

BD=0.667 A?" 

Refraction, — D' is the true position of 
the target and D the apparent. It has 
been shown (Sec. 1, Chap. IV.) that the 
angle of refraction D'AD is eqaal to mO, 
in which m is the coefficient of refraction 
and C the angle ACD. 

C"= —~,,^k tan. DAD' 
ft sm. 1 

=KDAD'tan.l"=:-^^^ 



It will be impossible to select a value of 
m which shall be true for all cases ; but 
since the line of sight is always near the 
ground, and since the observations are 
generally made in the morning and even- 
ing, when the seeing is best, a large 
value should be chosen. The Coast Sur- 
vey uses* m=:0.07.* 

Total Correction, — The correction for 
curvature and refraction to be applied to 

* U. S. C. S., 1888. p, 177. 
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the obserred readings is 
BD'=BD-DD'=(l-2 m.)4~=^^^ 

=.000000020 45 A' 

Numerous tables have been computed 
which give this correction directly for the 
different lengths of sight ; or tables can 
be prepared which will give the differ- 
ence of the correction with the difference 
in length of sight for an argument.* 

For A:=210 ft. the above correction 
=.001 ft. 

For ^=1 mile, the above correction 
=0.67 ft. 

Section 2. The Practice. 

§ 92. Method. — There are two princi- 
pal methods in leveling, according to the 
sequence of the instrument and rod, 
which may be called single and double 
leveling. Each may be performed with 
one rod or with two ; this gives rise to 
four methods, which are represented 
graphically in Fig. 15. I,, I„ I,, etc., in- 

• U. 8. C. S., 1888, p. 178. 
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dicate successive positions of the instru- 
ment ; A„ A,, etc., successive positions of 
one rod ; and B,, B,, etc., successive posi- 
tions of the second rod. 

I is the method of ordinary leveling, 
and may be called single leveling with one 
rod. 

II is single leveling with two rods. By 
the use of the two rods, less time inter- 
venes between the backsight and 
foresight ; it is therefore more accurate, 
as there is not so much liability of change 
in the plane of the line of sight. It is also 
more rapid than with a single rod. This 
is the method used on the U. S. Lake 
Survey,* and the Mississippi River Sur- 
veys.f 

III, double observations with one rod 
affords a perfect check against errors of 
adjustment and observation, since the dif- 
ference in reading of the two foresights 
should be the same as the difference of 
the two backsights following. 

IV, double observations with two rods 
combines all the advantages of Hand III. 

* Chief Engineer's Report, U. S. A., 1880, p. 2487. 
t Mississippi River Commission Report, 1881. 
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It is the method used on the U. S. C. & 
G. Survey.* The numerals adjacent to 
the rods show the order in which they 
are sighted upon. 

V is another method sometimes used. 
Two rods are used, being placed as in the 
figure. After having observed upon A, 
and Bj the instrument is pulled up and 
reset a little to one side and the two rods 
sighted upon again. This method dupli- 
cates the work as far as instrumental 
errors are concerned, but is not an inde- 
pendent check. 

§ 93. The Observation,— Miev having 
planted the tripod firmly and leveled the 
instrument, read both ends of the bubble, 
estimating the fraction of a division; 
next read the position of the two (or 
three) wir«s on the rod ; then read the 
bubble again for a check to eliminate any 
change. Eeverse the level end for end, 
and turn the telescope 180® about its 
optical axis, and repeat the operations 
as above. The first reversal eliminates 
any inequality in the lengths of legs 

* U. 8. C. & G. Report, 1879, p. 206. 
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of the striding level; the second 
eliminates any error of collimation. The 
mean of the several readings must be cor- 
rected for the difference in position of 
the bubble, and for inequality of the col- 
lars. 

Instead of reversing the level and 
telescope at the same time, the observa- 
tions are sometimes made as follows : — 
read upon the rod, reverse the level, and 
read again ; reverse the telescope and 
read a third time, then reverse the level 
and make a fourth reading, l^he first 
method seems the better. 

§ 94. If there is a milled head screw 
under one end of the telescope, the bub- 
ble can easily be brought to the middle 
each time ; if there is not, it is better to 
bring it nearly to the middle and apply a 
correction. It is not enough to read only 
one end, since the bubble is liable to 
change its length with a change of posi- 
tion or temperature. 

§ 95. On the coast survey, the method 
of observing differs slightly from that 
described above.* Errors of level and 

^1 ■ ■■.-■■II- I ..■■■■ll|» M l. ■■ -^ — .1 1.^ — ■■ —■II ■■ ■■■■■ ■ ■ , 

*U. 8. C. & G. S. Report, 1879, p 806 
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collimation are eliminated by reversing 
babble and telescope on each backsight 
and foresight ; but each observation is of 
a single wire on a target. The target is 
set but once for each station, the differen- 
tial quantities being read by the micro- 
meter under the eye end of the telescope. 
This seems not to be as good a method 
as the above ; " there are two objections, 
aside from the time and labor required to 
set the target. First, there is no suffi- 
cient check against errors in reading the 
positions of the target. Second, the 
micrometer is read for a central position 
of the bubble, the telescope is then moved 
to bisect the target and the screw read 
again, therefore there is no check on the 
stability of the instrument." 

§ 96. Length of SighL^On the U. S. 
C. & G. Survey, the length of sight ranges 
from 60 to 160 meters, according to con- 
dition of ground and weather, the aver- 
age being 110 meters, the distance be- 
tween the two rods on the same side of 
the instrument being '20 meters. On the 
Lake Survey,* the maximum was 100 

♦ Pinal Report, p. 598. 
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meters ; on the Prussian Land Survey, 
since 1879, it has not exceeded 50 meters, 
except for river crossings.* 

The attempt is always made to place 
the instrument half way between the two 
stations ; the rodman approximates the 
distance by stepping, and the instrument 
man measures it by the stadia hairs. On 
the Lake Survey, the difference between 
corresponding back and foresights was 
not allowed to exceed 10 meters. 

§ 97. Source^ of Error, — Probably in no 
other kind of instrumental engineering is 
it as important to distinguish between 
compensating and cumulative errors, as 
in leveling. For convenience in discuss- 
ing them, we shall classify errors of lev- 
eling as follows : 1, Instrumental Errors; 
2, Rod Errors ; 3, Errors of Observation; 
and 4th, Personal Errors. 

1. Instrumental Errors, — The princi- 
ple instrumental error is due to the line 
of sight not being parellel to the level, 
which may be caused by imperfect ad- 
justment, or unequal size of rings, or 

* Wright's Adjustment of Observations, p. 876. 
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both. If the telescope slide is not 
straight, or does not fit snag, it will also 
produce an error. Of course the instru- 
ment must be focused so as to eliminate 
parallax. All of these errors are elimi- 
nated, whatever their value, by set- 
ting the instrument midway between the 
turning points. 

It has been found that appreciable er- 
rors are caused by the settling of the in- 
strument on its vertical axis, and of the 
settling of the tripod legs into the 
ground; in spongy or clayey ground 
the tripod legs are sometimes grad- 
ually lifted up. These errors, though 
small in themselves, are more im- 
portant than is generally supposed, 
inasmuch as they are cumulative ; 
but probably they would be appreciable 
only in precise leveling. They can be 
eliminated by running the line in the op- 
posite direction. 

A small source of error arises from the 
fact that the adhesion of the liquid to the 
sides of the glass tube prevents the bub- 
ble from coming precisely to its true 
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point of equilibrium. Even though it may 
finally arrive at the true point, it is liable 
to be read before it has stopped moving. 
Consequently a tube should contain con- 
siderable liquid, so as to give mass suffi- 
cient to overcome the adhesion. 

Another small error is the effect of the 
sun in raising one end of the telescope 
by the unequal expansion of the different 
parts of the instrument. In ordinary 
leveling operations, the bubble is first 
brought to the middle and then the tar- 
get is sighted in, leaving an interval for 
the sun to act. The error is greatest 
in working toward or from the sun. 
It is cumulative ; for, on the backsight, 
one wye is expanded, which elevates 
the line of sight ; while on the foresight 
the other wye is expanded, which de- 
presses the line of sight, the two errors 
affecting the difference of elevation in the 
same way. The error on the foresight is 
farther increased by the cooling of the 
wye which was expanded dui'ing the 
backsight. The error due to the sun is 
always small, and can be nearly elimi- 
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Dated by noticing the position of the 
babble after setting the target, and can 
be still farther redaced by shading the 
instrament. The Indian Geodetic Sar- 
▼ey proved oondusiTely that the error 
was appreciable, even when the mstm- 
ment was shaded.* 

2. Rod Errors, —The principal rod er- 
ror is in not holding the rod vertical ; this 
may be remedied by attaching a level or 
by waving the rod. In waving the rod, 
care mast be taken that the front face is 
not lifted by resting apon the back edge 
when the rod is revolved backward. 

With telescoping target rods when ex- 
tended, the slipping of the apper piece, 
after the target has been pronounced cor- 
rect and before the vernier has been read, 
is a source of error. The target itself 
may slip, but this is not so probable, be- 
cause of its less weight. 

Another source of error is the settling 
of the turning point, due, in coarse or sandy 
soil, to its own weight, or to the impact of 
setting the rod upon it. The resulting 

* Jackson's Aid to Sarvey Praotioe, p. 181. 
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error is camulatiye. The remedy in the 
first case is to use a long peg, or to rest 
the rod upon a triangular plate with the 
comers turned down slightly, or with 
spikes on the under side. This foot- 
plate with a convex button attached, on 
which to place the rod, is better than a 
peg for all cases. Whatever the turning 
point, the rod should never be dropped 
upon it. 

Finally, another small rod error is the 
error in the graduated length. This 
affects only the total difference of eleva- 
tion between the two points. This is a 
much more important source of error 
with the numerous home-made self-read- 
ing rods now in use, than with the rods 
make by regular instrument makers. 

" An important source of error in spirit 
leveling, and one very commonly over- 
looked, is the change in the length of the 
leveling rod from variations of tempera- 
ture. It is quite possible that errors 
from this source may largely exceed the 
errors arising from the leveling itself.*'* 

* Wright's Adjustments of Observations, p. 872. 
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3. Errors of Observations, — The prin- 
cipal error of observation is in reading* 
the position of the bubble; even if the 
bubble is kept in the middle, it is never- 
theless read. Every leveler should 
know the error on the rod corresponding^ 
to a given difference of reading of the 
bubble ; he then knows how accurately 
he must read the bubble for a given de- 
gree of accuracy in the results. 

Another source of error is the moving 
of the bubble after being read, and before 
the sighting has been made. This move- 
ment of the bubble may be caused by its 
being read before it has come to rest, by 
disturbing the instrument by stepping 
near the tripod legs, by turning the in- 
strument slightly in azimuth, or by raising* 
or lowering one end of the telescope in 
focusing, or by the action of the sun or 
wind. The bubble should be re-read 
after the target is nearly adjusted, or 
with a self-reading rod, after the reading* 
has been made and before the rodman is 
signaled to move on. These two probab- 
ly constitute the chief sources of error in 
eveling operations. 
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If the reading is made on either side of 
the vertical hair, there is a possibility of 
error, owing to the horizontal hair not 
being horizontal ; with Y levels, not pro- 
vided with a means of preventing the ro- 
tation of the telescope in the Y's, this 
possibility becomes a probability. Any 
device which insures the horizontality of 
of the horizontal hair increases the rapid- 
ity and acxjuracy of the work. 

The inaccuracy of telling when the hair 
exactly covers the center of the target is 
a source of slight error, but not so small 
as many think. Owing to this source of 
error, the difference in accuracy between 
a target-rod and a self -reading rod is not 
so great as their difference in precision. 
Because a target is read to thousandths is 
no evidence that it is accurate to that 
limit. In precise leveling, self-reading 
rods are generally used ; to reduce the 
error of reading the position of the hair 
upon the rod, two or three horizontal hairs 
are used, a reading being taken for each 
of them and the mean used as the rod 
reading. For a single observation, a tar- 
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get rod is more accurate than a self -read- 
ing one ; but three observations as above 
are probably more accurate than a single 
observation upon a target, and can be 
made in about the same time. 

When very long sights are required to 
be taken with the level, another source of 
error must be considered, viz., the curv- 
ature of the earth and refraction. Owing 
to these two causes, a point 225 feet dist- 
ant appears about 0.001 ft. too high ; this 
error increases as the square of the dist- 
ance. It is wholly eliminated if the in- 
strument is always exactly half-way be- 
tween the turning points. Refraction is 
not always the same ; its mean effect was 
used in finding the above correction. 
Consequently, if there is abnormal re- 
fraction or a change of refraction be- 
tween sights, or a tremulousness 
or " boiling " of the air, small errors may 
result. The only remedy is to shorten 
the length of sight, or wait for better 
atmospheric conditions. The atmosphere 
is usually in the best condition for seeing 
just before sunrise and a- little while 
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before sunset, although the refraction is 
then greater. A cloudy day is better than 
a clear one. 

There is a possibility of error in record- 
ing the observations and making the 
computations, but in precise leveling 
there are so many checks that there is no 
probability for serious error in this re- 
spect 

4. Personal Errors, — The errors pre- 
viously described are liable to occur with 
any observer ; they are due chiefly to the 
instruments and to the nature of the work, 
and would probably not materially differ 
for equally skilled observers. We come 
now to a class of errors which depend 
mainly upon inaccuracies peculiar to the 
individual. 

With a target rod, errors of one foot 
and one-tenth are not uncommon. The 
only check is for the rodman and observer 
to read it independently and compare 
notes; but this is inconvenient and not 
always possible. With a self-reading rod 
this error is less liable to occur, especially 
if three hairs are read. 
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Finally, each indiyidual has errors 
peculiar to himself, or to the work he is 
doing. One may read a target higher or 
lower than another of equal skill; or 
one observer in reading the position of 
the bubble may have peculiar views as to 
what constitutes the end of the bubble, 
or he may habitually read the bubble so 
as to get a distorted view of it through 
the glass tube ; errors from these causes 
a^e compensating. A^ain, the target 
may be better illuminated on foresights 
than backsights, as in working toward or 
from the sun ; in this case the error will 
be cumulative. 

With skillful observers, all such errors 
are quite small and generally cancel them- 
selves. In fact, the errors here classed 
as personal are possible rather than 
demonstrated as actually occurring ; and 
yet, there is nothing more certain than 
that in any series of accurate observations, 
there is a difference between the results 
of different individuals. This difference 
is known as " personal equation.'^ In long 
lines of accurate leveling, it has been 
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foupd that each man's way of perform- 
ing each operation has a decided effect 
upon the final result. 

§ 98. It is a curious fact, but one 
abundantly verified, that when lines are 
duplicated in opposite directions, the dis- 
crepancies tend to one sign and increase 
with the distance. This subject has been 
much discussed and various reasons as- 
signed, as settling of instrument, settling 
of turning point, dis-leveling effect of the 
sun, illumination of the target, and per- 
sonal bias in reading the target or bubble 
(but these should cancel in back and fore- 
sights), but none of the reasons are en- 
^rely satisfactory. "These discrepan- 
cies vary with different observers and are 
not even constant for the same observer, 
are nearly proportional to the distance, and 
seem to be independent of the nature 
of the ground, the direction in which the 
work is done, the season, or the manner 
of supporting the rod.* 

The accuracy is increased by leveling 
alternate sections in the opposite direc- 

* Chief Bnffineer's Report, 1884, p. 2865. 
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tion, as is done in India. It maj be still 
further increased by reading the back- 
sight first at each alternate time the in- 
strument is set up. 

The effect of this class of errors may 
be eliminated by each observer duplicat- 
ing this work in the opposite direction 
under as nearly the same conditions as 
possible. 

§ 99. Limits of Precision, — The prob- 
able error per unit of distance is gener- 
ally adopted as a convenient measure of 
the precision reached. According to the 
theory of probabilities, the final error of 
a series of observations, affected only 
by accidental errors, will vary as the 
square root of the number of observa- 
tions ; hence the error of leveling a num- . 
ber of units of distance is assumed to 
vary as the square root of the distance. 

This assumption would be true if acci- 
dental errors were the only ones made, 
and if the number of observations were 
strictly proportional to the distance lev- 
eled, i.e., if the length of sight were 
constant ; but in the preceding article it 
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was shown that leveling is affected by an 
error which is nearly proportional to the 
distance. It has frequently been noticed 
thaty considered individually, the errors of 
a number of short lines were well within 
the limits which were prescribed to vary 
as the square of the distance, yet when 
the sum for several lines were considered 
the total discrepancy would exceed the 
limit. In other words, for a line leveled 
in only one direction, the error is not 
strictly proportional to the square root of 
the distance. One part of the error is 
proportional to the square root of the 
distance and another portion varies nearly 
as the distance. Hence, the shorter the 
distance, the easier to attain a limit pre- 
scribed to vary as the square root of the 
distance. 

"According to the Geodetic Associa- 
tion of Europe, levels of precision exe- 
cuted of late years in Europe, show that 
the probable error of a line of levels of 
precision should never exceed 

5 nim.^^gtance in kilometers. 



(0.021 ft. VSil^), 
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that 3 mm. .^distance in kilometer 
is tolerable, 2 mm.^(jigt. in Km- is a fair 
average, and 1 mm Vdist.per Km. is high 
precision."* The Coast Survey requires 

5 mm.V2dist. in Km.j (0.030 ft. y'miles). 
Of late years the Coast Survey's and 
Mississippi River Survey's work are con- 
siderably within the limit of 
2 mm-^XiiomT The Mississippi River 
Commission's limit is 
^A/Kib^" (0.021 ft. VSuiS; "The 
limit on the British Ordinance Survey is 
0.01 ft. per mile." 

Results of leveling are often given of 
apparently greater accuracy than the limit 
above ; but regularity of result and even- 
ness of error is of more importance than 
occasionally small disagreement. It is 
usually the latter that is recorded. 

If the error was determined by dupli- 
cating the work in the same direction, and 
especially if at the same time, as by 
methods III, IV, or V, the difference will 

*U. S. C. S., 1882, p. 58?. ' 
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be the apparent error, and necessarily be 
too small. The result obtained by the 
adjustment of a net of lines by the 
method of least squares affords the best 
method of arriving at the degree of pre- 
cision. 

§ 106. Speed,-^The amount of work 
that an observer should do in a day can- 
not be stated definitely ; it depends upon 
the accuracy to be obtained, the power 
and delicacy of the instrument, the meth- 
od pursued, the ground, and very largely 
upon the weather. For the very best 
work, even in clear weather, not more 
than 3 or 4 hours can be utilized. The 
average daily run for several seasons on 
the Mississippi River, using a Kern leyel 
and method II (§ 93) was a trifle over a 
mile per day for the entire season, and a 
little over a mile and a half for the days 
on which work was done.* On the Lake 
Survey, with the same instrument and 
method, the distance was about two miles 
per day for the days on which leveling 
was done. 



Chief Engineer's Report, 1884, p. 2462. 
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W. Williams ; and the Economy of Fuel, by T. S. Pri- 
deauz. With extensive additions on recent practice in the 
Combustion and Economy of Fuel: Coal, Coke, Wood, 
Peaty Petroleum, etc. lamo, cloth S 99 

— -> A Manual of Rule^ Tables, and Data for Mechankal 
Engineers. Based on the most recent investigations. Illus- 
trated with numerous diagrams. i,oxa pages. Svo^ cloth... 7 50 
Halfmorocco xooo 

CLARK (Lt. LEWIS, U. S. N ) Theoretical Navigatfon and 
Nautical Astronomy. Illustrated with 41 w«od<uts. 8vo, 
cloth X SO 

CLARKE (T. C.) Descriptioa of the Iron Railway Bridge over 
the Mississippi River at Quincy, lUinob. Ulnstrated with 
ai lithographed plans. 4to, cloth 790 

CLEVENGER(S. R.) A Treatise on the Method of Govern- 
ment Surve>ing, as prescribed by the U. S. Congress and 
Commissioner of the Generd Land Oflfce. with complete 
Mathematical, Astronomical, and Practical Instructions for 
the use of the United Sutes Surveyors in the field, xomo, 
morocco 9 50 

COFFIN (Prof J. H. C.) Navigation and Nantfcal Aatrano- 
my. Prepared for the use of the U. S. Naval Academy. 
Sixth edition. 53 wood-cut ilhistrations. xamo, ctoth 9 50 

COLBURN (ZERAH). The Gaa-Woiks of London, xamo^ 
boards eo 

COLLINS (J AS. n.) The Private Book of Useful Alloys and 
Memoranda for Goldsmiths, Jewellers, etc iBmo, cloth. . . 50 
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4 D. TAir N08TBAND*S PUBLICATIONS. 

CORNWALL (Pro£ H. B.) Manual of Blow-Pipe Analysis. 
Qualitative and Quantitative, with a Complete System of 
bescKptive Mineralogy. 8vo, cloth, with many Slustra- 
tions. N. Y., i88a $29* 

CRAIG (B. P.) Weights and Measures. An account of the 
Decimal System, with Tables of Conversion for Commer> 
^t and Scientific Uses. Square samo, &np doth so 

CRAIG (Prof. THOS.) Elements of the Mathematical Theory 
of Fluid Motion. i6itto,dotb i a$ 

DAVIS (C. B.) and RAE (F. B.) Hand-Book of Electrical Dia- 
grams and Cbnnections. lllastrated with 3a full-page illus- 
trations. Second edition. Oblong 8vo, doch extra 300 

DIED RICH (JOHN). The Theory of Strains: a Compendhim 
f or the Calculation and COnstrvetion of Bridges, Roofs, and 
Cranes. Illustrated by numerous plates and diagrams. 
8vo,cIoth 500 

DIXON (D. B.) The Machinist's and Steam-Engineer's Prac- 
tical Calculatbr. A Compilation of useful Rules, and Prob- 
lems Arithmetically Solved, together vrith General Informa- 
tion applicable to Shop-Tools, Mill-Gearing, Pulleys and 
Shafts, Steam-Boilers and Engines. Embracing Valuable ' 
Tables, and Instruction in Screw-cutting. Valve and Link 
Motion, etc. i6roo, foil morocco, pocket form . ..(In press) 

DODD (GEO.) Dictionary of Manufactures, Mining, Ma- 
chinery, and the Industrial Arts. i2mo, cloth 1 50 

DOUGLASS (Prof 9. H.) and PRESCOTT tProf. A. B.) Qual- 
itative Chemical Analysis. A Guide in the Practical Study 
of Chemistry, and in the Work of Analysis. Third edition. 
6vo, ck)th : 350 

DUBOIS (A. T.) The N«w Method of Graphical Statics. With 
60 illustrations. 8vo, cloth i ^ 

EASSIE(P.B.) Wood and its lltes. A Hand-Bookfertheuse 
oi Contractora, Builders, Aichitects, Engineers, and Tim- 
ber Merchants. Upwards of 350 illustrations. 8vo, cloth, i 50' 

EDDY (Prof. H. T.) Researches hi Graphical Statics, embrace 
ing New Constructions in Graphical Statics, a New General 
Method in Graphical Statics, and the Theory of Internal 
Stress in Graphical Statics. 8vo,cloth * i 9) 

ELIOT (Prof. C. W.) and STOKER {Prof. F. H.) A Compen- 
dious Manual of Qualitative Chemical Analysis. Revised 
with the co-operation ofthe aothora. By Prof. VS^lliam R. 
Nichols. Illustrated. lamo, cloth i 50 

ELLIOT (Maj. GEO. H., U. S. E^ European Light-House 
Systems. Being a Report of a Tour of Inspection made in 
1873. 51 engravmgs and 31 wood-cuts. 8vo^doth 500 



D. VAN NOSTRANB's PUBUCATI«NS. 



ENGINEERING FACTS AND FIGURES. An Annn*! 
Register of Progress in Mechanical Engineerine and Con- 
struction for tne years i8^6i'-65-'fi6-^-68. Fully illus- 
trated. 6 vols. i8mo, cloth (each volume sold separately), 
per vol ....$350 

FANNING (J. T.) A Practical Treatise of Water-Sapply En- 
gineering. Relating to the Hydrology. Hydrouynamics, and 
Practical Construction ol Water-Works u North America. 
Ihird edition. With numerons tables and t8o illustra* 
tions. 65opages. 8vo,cloth 500 

FISKE (BRADLEY A., U. S. N.) Electricity in Theory and 
Practice. 8vo, cloth.. ,..i a ^p 

FOSTER (Gen. J. G., U. S. A.) Submarine Blasting in Boston 
Harbor, Massachusetts. Removal oi Tower and Corwin 
Rocks. Illustrated with seven plates. 4to, cloth 3 90 

FOYE (Prof. T. C.) Chemical Problems. With brief State- 
ments of the Principles involved. Second edition, revised 
and enlarged. i6mo, boards 90 

FRANCIS (J AS. B., C E.) Lowell Hydraulic Experiments x 
Being a selection from Experiments on Hydraulic Motors, 
on the Flow of Water over Weirs, in Open Canals of Uni« 
form Rectangular Section, and through submerged Orifices 
and diverging Tubes. Made at Lowell, Massachusetts. 
Fourth edition, revised and enlarged, with many new ex« 
penments, ana illustrated with twenty-three copperfdate 
engravings. 4to, cloth 15 00 

FREE-HAND DRAWING. A Guide to Ornamental Figure 
and Landscape Drawing. By an Art Student, i&no, 
boards 50 

GILLMORE (Gen. Q. A.) Treatise on Limes, Hydraulic Ce- 
ments, and Mortars. Papers on Practical Engineering, U. 
S. Engineer Department, No. g, containing Reports of 
numerous Experiments conducted m New York City during 
the years 1858 to 1861, inclusive. With numerous lUustrac 
tions. 8vo, cloth .400 

' Practical Treatise on the Construction of Roads. Streets, 
and Pavements. With 70 illustrations, zamo, clotn a 00 

Report on Strength of the Building Stones in the United 

States, etc. 8vo, illustrated, cloth x 9> 

Coignet Beton and other Anifidal Stone. 9 plates, views, 

etc. wro, cloth 3 90 

GOODEVE (T. M.) A Text-Book on the Steam-Engine. 143 
illustrations, zamo, cloth 300 

GORDON (J. £. H.) Four Lectures on Static Induction. lamo, 
ckHh.... .TT: 80 
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D. VAN NOSTEAND'S PUBLICATIONS. 



LOCKWOOD (THOS. D.) Electricity. Magnetism, and Elec- 
tro^Telcgraphy. A Practical Guide for Students, Operators, 
and Inspectors. 8vo, cloth ■..•.$3 9) 

LORING (A. E.) A Hand-Book on the Electro-Magnetic Tele- 
graph. Paperboards n 

Cloth 75 

Morocco X 00 

MacCORD (Prof. C. W ) A Practical Treatise on the Slide- 
Valve by Eccentrics, examining by methods the action of 
the Eccentric upon the Slide-Valve, and explaining the prac- 
tical processes of laying out the movements, adapting the 
valve for its various duties in the steanvengine. Second edi- 
tion. Illustrated. 4to, cloth 250 

Mcculloch (Prof. R S.) Elementary Treatise on the Me- 
chanical Theory of Heat, and its application to Air and 
Steam Engines. 8vo, cloth 3 50 

MERRILL (Col. WM. E., U. S. A.) Iron Truss Bridges for 
Railroads. The method of calculating strains in Trusses, 
with a careful comparison of the most prominent Trusses, in 
reference to economy in combination, etc., etc. Illustrated. 
4to, cloth 500 

MICHAELIS (Capt. O. E., U. S. A.) The Le Boulenge 
Chronograph, with three lithograph folding plates of illus- 
trations. 4to, cloth 300 

MICHIE (Prof. P. S.) Elements oi Wave Motion relating to 
Sound and Light. Text-Book forthe U.S. Military Acade- 
my. 8vo, cloth, illustrated : 500 

MINIFIE(WM.) Mechanical Drawing. A Text-Book of Geo- 
metrical Drawing for the use of Mechanics and Schools, in 
which the Definitions and Rules of Geometry are familiarly 
explained ; the Practical Problems are arranged, from the 
most simple to the more complex, and in their description 
technicalities are avoided as much as possible. With illus- 
trations for Dravring Plans, Sections, and Elevations of 
Railways and Machinery; an Introduction to Isometrical 
Drawing, and an Essay on Linear Perspective and Shadows. 
Illustrated with over 200 diagrams engraved on steel. Ninth 
edition. With an Appendix on the Theory and Application 

of Colors. Bvo, cloth 4 00 

" It is the best work on Drawing that we have ever seen, and is 
especially a text-book of Geometrical Drawing for the use of Me- 
chanics and Schools. No youn^ Mechanic, such as a Machinist, 
Engineer, Cabinet-maker. Millwright, or Carpenter, should be i|rith- 
oat\t.**—ScuHtific American. 

— — Geometrical Drawing. Abrideed from the octavo edi- 
tion, for the use of schools. Illustrated with forty-eight 
steel plates. Fifth edition. lamo, cloth 3 00 
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No. 44.-TURBINB WHEELS. By Prof. W. P. Trowbrldife. 

No. 45. -THERMODYNAMICS. By Prof H. T. Eddy. 

No. 46.— ICE-MAKING MACHINES. Prom the French of 
M. Le Douz. 

No. 47.— LINEAGES ; the Different Forms and Uses of Ar- 
ticulated Links. By J. D. C. De Roos. 

No. 48.-THBORY OP SOLID AND BRACED ARCHES. By 
Wm. Cain, C. E. 

No. 49.— ON THE MOTION OF A SOLID IN A FLUID. By 
Thomas Craig, Ph. D. 

No. 60.— DWELLING HOUSES • their Sanitary Constmction 
and Arrangements. By Prof. Wm. H. Corfield. 

No. 61.-THE TELESCOPE : Its Construction, &o. By 
Thomas Nolan. 

No. 5S.-IMAGINART QUANTITIES. Translated from the 
French of M. Argand. By Prof. Hardy. 

No. 58.— INDUCTION COILS : How Made and How Used. 
8d Edition. 

No. 64.-KINEMATICS OF MACHINERY. By Prof. Ken- 
nedy. With an introduction by Prof. Thurston. 

No. .W. -SEWER GASES. By A. De Varona. 
No. 66.— THE ACTUAL LATERAL PRESSURE OF EARTH- 
WORK. By Benj. Baker, M. Inst. C. E. 

No 67.— INCANDESCENT ELECTRIC LIGHTS. By Compte 
Th. Du Moncel and Wm. Henry Preece. dd Edition. 

No. 68.— THE VENTILATION OF COAL MINES. By W. 
Fairley, M. E., F. S. S. 

No. 50.-RAILROAD ECONOMICS ; or Notes, with Com- 
ments. By S. W. Robinson, C. E. 

No. 60.- STRENGTH OP WROUGHT IRON BRIDGE MEM- 
BERS. By S. W Robinson, C. E. 

No. 61.— POTABLE WATER, and the Different Methods of 
Detecting Impurities. By Chas. W. Folkard. 

No. 68. -THE THEORY OF THE GAS ENGINE. By Dugald 
Clerk. 

No. 68.-HOUSK DRAINAGE AND SANITARY PLUMB- 
ING. By W. P. Gerhard. 2d Edition. 

No. 64.— ELECTRO-MAGNETS. By Th. du Moncel. 

No. 66.— POCKET LOGARITHMS TO FOUR PLACES OF 
DECIMALS. 

No. 66.— DYNAMO-ELECTRIC MACHINERY. By Sllvanus 
P. Thompson. 

No. 67.— HYDRAULIC TABLES. By P. J. Flynn, C. E. 

No. 68.— STEAM HEATING. By Robert Briggs. 

No. 69.-CHEMICAL PROBLEMS. By Prof. Foye. 8d Ed. 

No. 70.-EXPLOSIVE MATERLALS. By M. P. E. Berthelot. 

No. 71.-DYNAMIC ELECTRICITY By John Hopkinson, 
J. A. Schoolbred and R. E. Day. 



THE VAV NOSTBAND SCIZHOE SEfilZS. 



No. 83.— HIGH MA.SONBT DAMS. By John B MoMaster. 

No. 28.-THB FATIGUE OF METALS UNDER REPEATED 
STRAINS, with various Tables of Results of Ex- 
periments. From the German of Prof. Ludwig 
Spangenberff. With a Preface by S. H. Shreve 

No. 34,— A PRACTICAL TREATISE ON THE TEETH OF 
WHEELS, with the Theory of the Use of Robin- 
son's Odontograph. By Prof. S. W. Robinson. 

No. 25.-THEORY AND CALCULATIONS OF CONTINU- 
OUS BRn>GES. By Mansfield Merriman, C. E. 

No. a8.-PRACTICAL TREATISE ON THE PROPERTTES 
> OF CONTINUOUS BRIDGES. By Charles Bender. 

Ni5. 27.-ON BOILER INCRUSTATION AND CORROSION- 
By F.J.Rowan. 

No. ».-0N TRANSMISSION OF POWER BY WIRE 
ROPES. By Albert W. Stahl. 

Ito. 8fi.-INJECT0RS ; THEIR THEORY AND USB. Trans- 
^ ^ lated from the French of M. Leon Pouchet. 

No. 80.->rERRESTRIAL MAGNETISM AND THE MAGNET- 
ISM OF IRON SHIPS. By Prof. Falrman 
Rogers. 

No. 81.— THE SANITARY CONDITION OF DWELLING 
HOUSES IN TOWN AND COUNTRY. By George 
E. Waring. Jr. 

No. 88.— CABLE MAKING FOR SUSPENSION BRIDGES, 
as exemplified in the construction of the East 
River Bridge. By Wilhelm Hildenbrand, C. E. 

No. 83.— MECHANICS OF VENTILATION. By George W. 
Rafter, C. E. 

NO. 84.— FOUNDATIONS. By Prof. Jules Gaudard, C. E. 
Translated from the French. 

No. 8«.— THE ANEROID BAROMETER: Its Construction 
i and Use. Compiled by Prof. G. W. Pljrmpton. 
8d Edition. 

No. 86.— MATTER AND MOTION. By J. Clerk Maxwell 

No. 37.-GEOQRAPHICAL SURVEYING : Its Uses, Methods 
and Results. By Frank De Yeaux Carpenter. 

No. 88.— MAXIMUM STRESSES IN FRAMED BRIDGES. 
By Prof. Wm. Cain. 

No. 80.-A HANDBOOK OP THE ELECTRO-MAGNETIC 
TELEGRAPH. By A. K Loring, a Practical Tel- 
egrapher. 8d Edition. 

No. 40.-TRANSMI8SION OF POWER BY COMPRESSED 
AIR. By Robert Zafaner, M. E. 

No. 41.-STRBNGTH OF MATERIALS. By William «ent. 

No. 48.— V0US80IR ARCHES^pplied to Stone Bridges, Tun 
nels, Culverts and Domes. By Prof. Wm. Cain. 

No. 48.— WAVE AND VORTEX MOTION. By Dr. Thomas 
Craigf of Johns Hopkins University. 
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